
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO082724\
  Data File : PO105887.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 27 Aug 2024  10:10
  Operator  : YP/AJ
  Sample    : P3676‐22 100X
  Misc      :  
  ALS Vial  : 48   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 28 02:47:16 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO082624.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 27 06:50:58 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 
   Target Compounds
26) L6  AR‐1254‐1       6.469     5.615   163.3E6 78227397  528.903   579.793  
27) L6  AR‐1254‐2       6.688     5.762   324.7E6 96637104  704.672   796.214  
28) L6  AR‐1254‐3       7.053     6.168   382.0E6  171.9E6  808.525   891.754  
29) L6  AR‐1254‐4       7.337     6.395   384.5E6  156.7E6 1103.769  1292.214  
30) L6  AR‐1254‐5       7.756     6.814   427.8E6  223.3E6 1171.451  1262.904  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    0.000 min
Exp R.T.  :    4.454 min
  Response:         0
      Conc:   N.D.
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    0.000 min
Exp R.T.  :    3.722 min
  Response:         0
      Conc:   N.D.
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+

#2  Decachlorobiphenyl

      R.T.:    0.000 min
Exp R.T.  :   10.196 min
  Response:         0
      Conc:   N.D.
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#2  Decachlorobiphenyl

      R.T.:    0.000 min
Exp R.T.  :    8.757 min
  Response:         0
      Conc:   N.D.
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#26  AR‐1254‐1

      R.T.:    6.469 min
Delta R.T.:   ‐0.002 min
  Response: 163276034
      Conc: 528.90 ng/ml  
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+

#26  AR‐1254‐1

      R.T.:    5.615 min
Delta R.T.:   ‐0.002 min
  Response:  78227397
      Conc: 579.79 ng/ml  

5.50 5.55 5.60 5.65 5.70

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PO105887.D\ECD2B.ch

 5.615

+

#27  AR‐1254‐2

      R.T.:    6.688 min
Delta R.T.:    0.000 min
  Response: 324659602
      Conc: 704.67 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.762 min
Delta R.T.:   ‐0.002 min
  Response:  96637104
      Conc: 796.21 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.053 min
Delta R.T.:    0.000 min
  Response: 381959076
      Conc: 808.53 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.168 min
Delta R.T.:   ‐0.002 min
  Response: 171893579
      Conc: 891.75 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.337 min
Delta R.T.:    0.000 min
  Response: 384495883
      Conc: 1103.77 ng/ml  

7.15 7.20 7.25 7.30 7.35 7.40 7.45 7.50

0

   1e+07

   2e+07

   3e+07

   4e+07

Time

Response_ Signal: PO105887.D\ECD1A.ch

 7.337

+

#29  AR‐1254‐4

      R.T.:    6.395 min
Delta R.T.:   ‐0.002 min
  Response: 156710490
      Conc: 1292.21 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.756 min
Delta R.T.:    0.000 min
  Response: 427760156
      Conc: 1171.45 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.814 min
Delta R.T.:   ‐0.001 min
  Response: 223291666
      Conc: 1262.90 ng/ml  
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