
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO082724\
  Data File : PO105906.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 27 Aug 2024  15:41
  Operator  : YP/AJ
  Sample    : P3676‐16 1000X
  Misc      :  
  ALS Vial  : 67   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 28 02:53:50 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO082624.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 27 06:50:58 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 
   Target Compounds
26) L6  AR‐1254‐1       6.473     5.618  5392.3E6 2951.5E6 17467.400  21875.518 #
27) L6  AR‐1254‐2       6.690     5.764  9856.3E6 3044.8E6 21392.980  25087.096  
28) L6  AR‐1254‐3       7.056     6.170  12748.0E6 5884.1E6 26984.687  30525.711  
29) L6  AR‐1254‐4       7.341     6.398  9744.5E6 3937.5E6 27973.474  32468.327  
30) L6  AR‐1254‐5       7.758     6.816  11110.8E6 5879.8E6 30427.656  33255.500  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    0.000 min
Exp R.T.  :    4.454 min
  Response:         0
      Conc:   N.D.
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#1  Tetrachloro‐m‐xylene

      R.T.:    0.000 min
Exp R.T.  :    3.722 min
  Response:         0
      Conc:   N.D.
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#2  Decachlorobiphenyl

      R.T.:    0.000 min
Exp R.T.  :   10.196 min
  Response:         0
      Conc:   N.D.
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#2  Decachlorobiphenyl

      R.T.:    0.000 min
Exp R.T.  :    8.757 min
  Response:         0
      Conc:   N.D.
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#26  AR‐1254‐1

      R.T.:    6.473 min
Delta R.T.:    0.002 min
  Response: 5392312689
      Conc: 17467.40 ng/ml  
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+

#26  AR‐1254‐1

      R.T.:    5.618 min
Delta R.T.:    0.000 min
  Response: 2951510103
      Conc: 21875.52 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.690 min
Delta R.T.:    0.002 min
  Response: 9856265361
      Conc: 21392.98 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.764 min
Delta R.T.:    0.000 min
  Response: 3044841356
      Conc: 25087.10 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.056 min
Delta R.T.:    0.002 min
  Response: 12747958494
      Conc: 26984.69 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.170 min
Delta R.T.:    0.000 min
  Response: 5884104415
      Conc: 30525.71 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.341 min
Delta R.T.:    0.003 min
  Response: 9744509069
      Conc: 27973.47 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.398 min
Delta R.T.:    0.000 min
  Response: 3937527462
      Conc: 32468.33 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.758 min
Delta R.T.:    0.003 min
  Response: 11110783206
      Conc: 30427.66 ng/ml  
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+

#30  AR‐1254‐5

      R.T.:    6.816 min
Delta R.T.:    0.000 min
  Response: 5879842022
      Conc: 33255.50 ng/ml  
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