
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO100423\
  Data File : PO098541.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 04 Oct 2023  19:59
  Operator  : YP/AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Oct 05 00:12:11 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO092723.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Thu Sep 28 01:18:56 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.482     3.635  89332600 38840118   46.523    49.868  
 2) SA  Decachlor...   10.292     8.640  57968925 27544945   47.756    51.412m 
 
   Target Compounds
16) L4  AR‐1242‐1       5.656     4.718  22739799 10505062  499.374   501.773  
17) L4  AR‐1242‐2       5.679     4.736  33255574 14713674  485.554   506.026  
18) L4  AR‐1242‐3       5.741     4.913  21089111  8135004  498.017   520.537  
19) L4  AR‐1242‐4       5.840     4.996  16438080  8824861  500.988   532.826  
20) L4  AR‐1242‐5       6.579     5.519  18231858  9881925  514.715   532.475  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.482 min
Delta R.T.:   ‐0.003 min
  Response:  89332600
      Conc:  46.52 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.635 min
Delta R.T.:   ‐0.003 min
  Response:  38840118
      Conc:  49.87 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.292 min
Delta R.T.:   ‐0.001 min
  Response:  57968925
      Conc:  47.76 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.640 min
Delta R.T.:   ‐0.012 min
  Response:  27544945
      Conc:  51.41 ng/ml m
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#16  AR‐1242‐1

      R.T.:    5.656 min
Delta R.T.:   ‐0.004 min
  Response:  22739799
      Conc: 499.37 ng/ml  
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#16  AR‐1242‐1

      R.T.:    4.718 min
Delta R.T.:   ‐0.005 min
  Response:  10505062
      Conc: 501.77 ng/ml  
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#17  AR‐1242‐2

      R.T.:    5.679 min
Delta R.T.:   ‐0.003 min
  Response:  33255574
      Conc: 485.55 ng/ml  
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#17  AR‐1242‐2

      R.T.:    4.736 min
Delta R.T.:   ‐0.006 min
  Response:  14713674
      Conc: 506.03 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.741 min
Delta R.T.:   ‐0.004 min
  Response:  21089111
      Conc: 498.02 ng/ml  
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#18  AR‐1242‐3

      R.T.:    4.913 min
Delta R.T.:   ‐0.005 min
  Response:   8135004
      Conc: 520.54 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.840 min
Delta R.T.:   ‐0.003 min
  Response:  16438080
      Conc: 500.99 ng/ml  
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#19  AR‐1242‐4

      R.T.:    4.996 min
Delta R.T.:   ‐0.006 min
  Response:   8824861
      Conc: 532.83 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.579 min
Delta R.T.:   ‐0.005 min
  Response:  18231858
      Conc: 514.72 ng/ml  
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#20  AR‐1242‐5

      R.T.:    5.519 min
Delta R.T.:   ‐0.007 min
  Response:   9881925
      Conc: 532.47 ng/ml  
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