
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO102522\
  Data File : PO089938.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 25 Oct 2022  20:53
  Operator  : YP/AJ
  Sample    : N5267‐07
  Misc      :  
  ALS Vial  : 36   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Oct 25 23:42:15 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO102422.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Oct 25 02:35:13 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.307     3.487  39597104 16158163   12.443    16.146 #
 2) SA  Decachlor...   10.052     8.498  46299808 18192335   19.345    20.022  
 
   Target Compounds
31) L7  AR‐1260‐1       7.095     6.064  10849302  5006804   79.926    90.567  
32) L7  AR‐1260‐2       7.352     6.254  17677582  5362028  112.322    83.439 #
33) L7  AR‐1260‐3       7.716     6.407   8553099  4999377   79.624    82.818  
34) L7  AR‐1260‐4       7.939     6.882  11802530  3560450   95.776m   74.721  
35) L7  AR‐1260‐5       8.258     7.125  17997989  9612266   76.955    89.265  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.307 min
Delta R.T.:    0.000 min
  Response:  39597104
      Conc:  12.44 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.487 min
Delta R.T.:    0.000 min
  Response:  16158163
      Conc:  16.15 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.052 min
Delta R.T.:   ‐0.002 min
  Response:  46299808
      Conc:  19.34 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.498 min
Delta R.T.:    0.000 min
  Response:  18192335
      Conc:  20.02 ng/ml  
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#31  AR‐1260‐1

      R.T.:    7.095 min
Delta R.T.:    0.000 min
  Response:  10849302
      Conc:  79.93 ng/ml  
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#31  AR‐1260‐1

      R.T.:    6.064 min
Delta R.T.:    0.000 min
  Response:   5006804
      Conc:  90.57 ng/ml  
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#32  AR‐1260‐2

      R.T.:    7.352 min
Delta R.T.:   ‐0.002 min
  Response:  17677582
      Conc: 112.32 ng/ml  
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#32  AR‐1260‐2

      R.T.:    6.254 min
Delta R.T.:    0.000 min
  Response:   5362028
      Conc:  83.44 ng/ml  
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#33  AR‐1260‐3

      R.T.:    7.716 min
Delta R.T.:    0.000 min
  Response:   8553099
      Conc:  79.62 ng/ml  
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#33  AR‐1260‐3

      R.T.:    6.407 min
Delta R.T.:   ‐0.001 min
  Response:   4999377
      Conc:  82.82 ng/ml  
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#34  AR‐1260‐4

      R.T.:    7.939 min
Delta R.T.:   ‐0.002 min
  Response:  11802530
      Conc:  95.78 ng/ml m
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#34  AR‐1260‐4

      R.T.:    6.882 min
Delta R.T.:    0.000 min
  Response:   3560450
      Conc:  74.72 ng/ml  
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#35  AR‐1260‐5

      R.T.:    8.258 min
Delta R.T.:    0.000 min
  Response:  17997989
      Conc:  76.96 ng/ml  
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#35  AR‐1260‐5

      R.T.:    7.125 min
Delta R.T.:    0.000 min
  Response:   9612266
      Conc:  89.27 ng/ml  
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