
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_O\Data\PO110722\
  Data File : PO090270.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 08 Nov 2022  07:35
  Operator  : YP/AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 08 10:07:03 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_O\methods\PO102722.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Oct 28 05:05:44 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.302     3.481   170.5E6 56936376   53.044    53.572  
 2) SA  Decachlor...   10.048     8.485   120.4E6 47147838   49.142    45.778  
 
   Target Compounds
21) L5  AR‐1248‐1       5.477     4.567  31236934 12172459  493.886   536.181  
22) L5  AR‐1248‐2       5.754     4.804  45984748 16504917  485.580   507.658  
23) L5  AR‐1248‐3       5.958     4.846  48544622 17511850  492.436   519.515  
24) L5  AR‐1248‐4       6.364     5.017  50242093 20166318  471.230   521.454  
25) L5  AR‐1248‐5       6.402     5.411  48674140 18463932  463.359   509.932  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.302 min
Delta R.T.:   ‐0.005 min
  Response: 170478659
      Conc:  53.04 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.481 min
Delta R.T.:   ‐0.005 min
  Response:  56936376
      Conc:  53.57 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.048 min
Delta R.T.:   ‐0.006 min
  Response: 120424474
      Conc:  49.14 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.485 min
Delta R.T.:   ‐0.011 min
  Response:  47147838
      Conc:  45.78 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.477 min
Delta R.T.:   ‐0.004 min
  Response:  31236934
      Conc: 493.89 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.567 min
Delta R.T.:   ‐0.006 min
  Response:  12172459
      Conc: 536.18 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.754 min
Delta R.T.:   ‐0.003 min
  Response:  45984748
      Conc: 485.58 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.804 min
Delta R.T.:   ‐0.006 min
  Response:  16504917
      Conc: 507.66 ng/ml  

4.70 4.75 4.80 4.85 4.90

0

1000000

2000000

3000000

Time

Response_ Signal: PO090270.D\ECD2B.ch

 4.804

+

PO090270.D  PO102722.M      Tue Nov 08 12:24:40 2022       Page 4

Instrument :
ECD_O
ClientSampleId :
AR1248CCC500



#23  AR‐1248‐3

      R.T.:    5.958 min
Delta R.T.:   ‐0.004 min
  Response:  48544622
      Conc: 492.44 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.846 min
Delta R.T.:   ‐0.006 min
  Response:  17511850
      Conc: 519.52 ng/ml  

4.75 4.80 4.85 4.90 4.95

0

1000000

2000000

3000000

Time

Response_ Signal: PO090270.D\ECD2B.ch

 4.846

+

#24  AR‐1248‐4

      R.T.:    6.364 min
Delta R.T.:   ‐0.003 min
  Response:  50242093
      Conc: 471.23 ng/ml  

6.30 6.35 6.40 6.45

0

2000000

4000000

6000000

Time

Response_ Signal: PO090270.D\ECD1A.ch

 6.364

+

#24  AR‐1248‐4

      R.T.:    5.017 min
Delta R.T.:   ‐0.006 min
  Response:  20166318
      Conc: 521.45 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.402 min
Delta R.T.:   ‐0.003 min
  Response:  48674140
      Conc: 463.36 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.411 min
Delta R.T.:   ‐0.007 min
  Response:  18463932
      Conc: 509.93 ng/ml  
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