
                                  Response Factor Report ecd-o
 
  Method Path : P:\HPCHEM1\ECD_O\
  Method File : PO021218.M                                          
  Title     : GC EXTRACTABLES
  Last Update  : Fri Feb 09 22:50:36 2018
  Response Via : Initial Calibration
 
  Calibration Files
  500    =PO042322.D   1000   =PO042320.D   750    =PO042321.D
  250    =PO042323.D   50     =PO042324.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  1.841 1.645 1.809 1.816 2.304 1.883 E5 13.15 
  2) SA  Decachlorobiphenyl    1.829 1.713 1.839 1.937 2.352 1.934 E5 12.76 
  3) L1  AR-1016-1             5.374 4.519 5.253 5.495 7.076 5.543 E3 16.91 
  4) L1  AR-1016-2             7.421 6.176 7.381 7.700 9.926 7.721 E3 17.68 
  5) L1  AR-1016-3             6.039 5.317 6.108 6.202 7.857 6.305 E3 14.85 
  6) L1  AR-1016-4             5.991 4.847 5.958 6.299 7.499 6.119 E3 15.50 
  7) L1  AR-1016-5             6.444 5.033 6.321 6.769 6.737 6.261 E3 11.38 
  8) L2  AR-1221-1             2.168                         2.168 E3  0.00 
  9) L2  AR-1221-2             1.610                         1.610 E3  0.00 
 10) L2  AR-1221-3             5.198                         5.198 E3  0.00 
 11) L3  AR-1232-1             3.666                         3.666 E3  0.00 
 12) L3  AR-1232-2             2.933                         2.933 E3  0.00 
 13) L3  AR-1232-3             4.528                         4.528 E3  0.00 
 14) L3  AR-1232-4             2.730                         2.730 E3  0.00 
 15) L3  AR-1232-5             2.041                         2.041 E3  0.00 
 16) L4  AR-1242-1             3.094                         3.094 E3  0.00 
 17) L4  AR-1242-2             7.206                         7.206 E3  0.00 
 18) L4  AR-1242-3             3.566                         3.566 E3  0.00 
 19) L4  AR-1242-4             3.631                         3.631 E3  0.00 
 20) L4  AR-1242-5             4.013                         4.013 E3  0.00 
 21) L5  AR-1248-1             7.097                         7.097 E3  0.00 
 22) L5  AR-1248-2             6.080                         6.080 E3  0.00 
 23) L5  AR-1248-3             8.811                         8.811 E3  0.00 
 24) L5  AR-1248-4             8.555                         8.555 E3  0.00 
 25) L5  AR-1248-5             5.750                         5.750 E3  0.00 
 26) L6  AR-1254-1             1.401 1.254 1.358 1.499 1.558 1.414 E4  8.42 
 27) L6  AR-1254-2             8.562 7.721 8.375 8.917 8.496 8.414 E3  5.19 
 28) L6  AR-1254-3             1.537 1.380 1.488 1.626 1.721 1.551 E4  8.40 
 29) L6  AR-1254-4             1.292 1.154 1.239 1.360 1.461 1.301 E4  8.95 
 30) L6  AR-1254-5             9.102 8.259 8.848 9.500 9.452 9.032 E3  5.62 
 31) L7  AR-1260-1             1.170 1.058 1.194 1.250 1.628 1.260 E4 17.25 
 32) L7  AR-1260-2             1.570 1.358 1.601 1.669 1.987 1.637 E4 13.90 
 33) L7  AR-1260-3             1.739 1.580 1.812 1.860 2.243 1.847 E4 13.31 
 34) L7  AR-1260-4             1.253 1.150 1.296 1.351 1.569 1.324 E4 11.75 
 35) L7  AR-1260-5             2.725 2.631 2.828 2.853 3.512 2.910 E4 11.97 
 36) L8  AR-1262-1             8.953                         8.953 E3  0.00 
 37) L8  AR-1262-2             1.167                         1.167 E4  0.00 
 38) L8  AR-1262-3             1.061                         1.061 E4  0.00 
 39) L8  AR-1262-4             1.429                         1.429 E4  0.00 
 40) L8  AR-1262-5             2.977                         2.977 E4  0.00 
 41) L9  AR-1268-1             3.583                         3.583 E4  0.00 
 42) L9  AR-1268-2             3.176                         3.176 E4  0.00 
 43) L9  AR-1268-3             2.700                         2.700 E4  0.00 
 44) L9  AR-1268-4             1.160                         1.160 E4  0.00 
 45) L9  AR-1268-5             7.513                         7.513 E4  0.00 
 
Signal #2  Calibration Files
  500    =PO042322.D   1000   =PO042320.D   750    =PO042321.D
  250    =PO042323.D   50     =PO042324.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  2.741 2.527 2.797 2.762 3.537 2.873 E5 13.45 
  2) SA  Decachlorobiphenyl    2.630 2.403 2.573 2.683 3.213 2.700 E5 11.29 
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                                  Response Factor Report ecd-o
 
  Method Path : P:\HPCHEM1\ECD_O\
  Method File : PO021218.M                                          
  Title     : GC EXTRACTABLES
  Last Update  : Fri Feb 09 22:50:36 2018
  Response Via : Initial Calibration
 
  Calibration Files
  500    =PO042322.D   1000   =PO042320.D   750    =PO042321.D
  250    =PO042323.D   50     =PO042324.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  3) L1  AR-1016-1             0.860 0.763 0.880 0.812 1.065 0.876 E4 13.10 
  4) L1  AR-1016-2             0.749 0.650 0.736 0.773 1.015 0.785 E4 17.46 
  5) L1  AR-1016-3             0.926 0.807 0.912 0.950 1.258 0.971 E4 17.46 
  6) L1  AR-1016-4             0.990 0.879 0.974 1.025 1.329 1.039 E4 16.42 
  7) L1  AR-1016-5             1.029 0.898 1.004 1.055 1.176 1.033 E4  9.70 
  8) L2  AR-1221-1             3.151                         3.151 E3  0.00 
  9) L2  AR-1221-2             2.366                         2.366 E3  0.00 
 10) L2  AR-1221-3             7.574                         7.574 E3  0.00 
 11) L3  AR-1232-1             5.346                         5.346 E3  0.00 
 12) L3  AR-1232-2             1.152                         1.152 E4  0.00 
 13) L3  AR-1232-3             4.370                         4.370 E3  0.00 
 14) L3  AR-1232-4             3.387                         3.387 E3  0.00 
 15) L3  AR-1232-5             2.556                         2.556 E3  0.00 
 16) L4  AR-1242-1             4.779                         4.779 E3  0.00 
 17) L4  AR-1242-2             1.790                         1.790 E4  0.00 
 18) L4  AR-1242-3             5.215                         5.215 E3  0.00 
 19) L4  AR-1242-4             5.501                         5.501 E3  0.00 
 20) L4  AR-1242-5             5.970                         5.970 E3  0.00 
 21) L5  AR-1248-1             1.171                         1.171 E4  0.00 
 22) L5  AR-1248-2             1.067                         1.067 E4  0.00 
 23) L5  AR-1248-3             1.779                         1.779 E4  0.00 
 24) L5  AR-1248-4             1.415                         1.415 E4  0.00 
 25) L5  AR-1248-5             8.744                         8.744 E3  0.00 
 26) L6  AR-1254-1             2.021 1.848 1.974 2.082 2.163 2.017 E4  5.87 
 27) L6  AR-1254-2             1.807 1.651 1.760 1.864 1.902 1.797 E4  5.43 
 28) L6  AR-1254-3             2.938 2.692 2.863 3.012 2.837 2.869 E4  4.18 
 29) L6  AR-1254-4             2.046 1.866 1.984 2.068 2.176 2.028 E4  5.63 
 30) L6  AR-1254-5             1.305 1.196 1.273 1.342 1.340 1.291 E4  4.67 
 31) L7  AR-1260-1             2.162 1.888 2.083 2.243 2.793 2.234 E4 15.19 
 32) L7  AR-1260-2             2.935 2.584 2.842 3.004 3.827 3.038 E4 15.43 
 33) L7  AR-1260-3             2.460 2.209 2.398 2.482 3.195 2.549 E4 14.78 
 34) L7  AR-1260-4             2.856 2.535 2.783 2.884 3.701 2.952 E4 14.93 
 35) L7  AR-1260-5             5.159 4.635 5.087 5.144 6.114 5.228 E4 10.34 
 36) L8  AR-1262-1             2.131                         2.131 E4  0.00 
 37) L8  AR-1262-2             1.894                         1.894 E4  0.00 
 38) L8  AR-1262-3             3.400                         3.400 E4  0.00 
 39) L8  AR-1262-4             2.515                         2.515 E4  0.00 
 40) L8  AR-1262-5             5.564                         5.564 E4  0.00 
 41) L9  AR-1268-1             6.580                         6.580 E4  0.00 
 42) L9  AR-1268-2             5.774                         5.774 E4  0.00 
 43) L9  AR-1268-3             4.840                         4.840 E4  0.00 
 44) L9  AR-1268-4             1.891                         1.891 E4  0.00 
 45) L9  AR-1268-5             1.243                         1.243 E5  0.00 
 --------------------------------------------------------------------------
 (#) = Out of Range
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