
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP012423\
  Data File : PP054830.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 23 Jan 2023  22:33
  Operator  : YP\AJ
  Sample    : AR1248ICC250
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jan 24 01:31:14 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP012423.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jan 24 01:14:30 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.331     3.578  43961889 38035460   25.230    25.333  
 2) SA  Decachlor...   10.089     8.596  45903579 36844036   26.302    26.874  
 
   Target Compounds
21) L5  AR‐1248‐1       5.503     4.663  11313772  8432232  272.101   270.499  
22) L5  AR‐1248‐2       5.778     4.901  16995906 12305170  272.568   271.788  
23) L5  AR‐1248‐3       5.982     4.942  18478894 12803739  270.701   270.341  
24) L5  AR‐1248‐4       6.388     5.114  20020334 14769318  269.317   268.484  
25) L5  AR‐1248‐5       6.427     5.508  19404285 13018474  269.197   264.306  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.331 min
Delta R.T.:    0.000 min
  Response:  43961889
      Conc:  25.23 ng/ml  
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 4.330

+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.578 min
Delta R.T.:    0.000 min
  Response:  38035460
      Conc:  25.33 ng/ml  
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 3.577

+

#2  Decachlorobiphenyl

      R.T.:   10.089 min
Delta R.T.:    0.000 min
  Response:  45903579
      Conc:  26.30 ng/ml  
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10.089

+

#2  Decachlorobiphenyl

      R.T.:    8.596 min
Delta R.T.:    0.000 min
  Response:  36844036
      Conc:  26.87 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.503 min
Delta R.T.:    0.000 min
  Response:  11313772
      Conc: 272.10 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.663 min
Delta R.T.:    0.000 min
  Response:   8432232
      Conc: 270.50 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.778 min
Delta R.T.:    0.000 min
  Response:  16995906
      Conc: 272.57 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.901 min
Delta R.T.:    0.000 min
  Response:  12305170
      Conc: 271.79 ng/ml  
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#23  AR‐1248‐3

      R.T.:    5.982 min
Delta R.T.:    0.000 min
  Response:  18478894
      Conc: 270.70 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.942 min
Delta R.T.:    0.000 min
  Response:  12803739
      Conc: 270.34 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.388 min
Delta R.T.:    0.000 min
  Response:  20020334
      Conc: 269.32 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.114 min
Delta R.T.:    0.000 min
  Response:  14769318
      Conc: 268.48 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.427 min
Delta R.T.:    0.000 min
  Response:  19404285
      Conc: 269.20 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.508 min
Delta R.T.:    0.000 min
  Response:  13018474
      Conc: 264.31 ng/ml  
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