
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP012423\
  Data File : PP054845.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 24 Jan 2023  02:39
  Operator  : YP\AJ
  Sample    : AR1248ICV500
  Misc      :  
  ALS Vial  : 33   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jan 24 03:30:36 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP012423.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jan 24 03:30:04 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.332     3.578  87965857 75151553   51.306    50.989  
 2) SA  Decachlor...   10.089     8.595  89505697 71631228   51.479    51.615  
 
   Target Compounds
21) L5  AR‐1248‐1       5.503     4.663  21034702 15597526  504.384   503.095  
22) L5  AR‐1248‐2       5.778     4.901  31844084 23021838  500.896   503.457  
23) L5  AR‐1248‐3       5.983     4.942  34953265 24111748  505.411   505.771  
24) L5  AR‐1248‐4       6.388     5.114  38257334 28057556  504.488   508.039  
25) L5  AR‐1248‐5       6.427     5.508  37340635 24779144  506.018   503.939  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.332 min
Delta R.T.:    0.000 min
  Response:  87965857
      Conc:  51.31 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.578 min
Delta R.T.:    0.000 min
  Response:  75151553
      Conc:  50.99 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.089 min
Delta R.T.:    0.000 min
  Response:  89505697
      Conc:  51.48 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.595 min
Delta R.T.:   ‐0.002 min
  Response:  71631228
      Conc:  51.61 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.503 min
Delta R.T.:    0.000 min
  Response:  21034702
      Conc: 504.38 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.663 min
Delta R.T.:    0.000 min
  Response:  15597526
      Conc: 503.10 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.778 min
Delta R.T.:    0.000 min
  Response:  31844084
      Conc: 500.90 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.901 min
Delta R.T.:    0.000 min
  Response:  23021838
      Conc: 503.46 ng/ml  
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#23  AR‐1248‐3

      R.T.:    5.983 min
Delta R.T.:    0.000 min
  Response:  34953265
      Conc: 505.41 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.942 min
Delta R.T.:    0.000 min
  Response:  24111748
      Conc: 505.77 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.388 min
Delta R.T.:    0.000 min
  Response:  38257334
      Conc: 504.49 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.114 min
Delta R.T.:    0.000 min
  Response:  28057556
      Conc: 508.04 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.427 min
Delta R.T.:    0.000 min
  Response:  37340635
      Conc: 506.02 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.508 min
Delta R.T.:    0.000 min
  Response:  24779144
      Conc: 503.94 ng/ml  
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