
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP020723\
  Data File : PP055412.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 07 Feb 2023  15:41
  Operator  : YP\AJ
  Sample    : O1445‐07
  Misc      :  
  ALS Vial  : 15   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Feb 07 21:57:24 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP012423.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jan 24 03:37:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.328     3.574  31909142 25684689   18.352    17.109  
 2) SA  Decachlor...   10.078     8.582  33398039 25746284   19.287    19.063  
 
   Target Compounds
31) L7  AR‐1260‐1       7.108     6.142  61214101 54562245  642.152   703.625  
32) L7  AR‐1260‐2       7.366     6.331  61905901 53288826  550.048   592.769  
33) L7  AR‐1260‐3       7.728     6.484  47006401 51338000  583.794   604.612  
34) L7  AR‐1260‐4       7.952     6.957  60500805 42624374  623.226m  595.289  
35) L7  AR‐1260‐5       8.271     7.201   121.0E6  112.2E6  680.096   729.607  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.328 min
Delta R.T.:   ‐0.004 min
  Response:  31909142
      Conc:  18.35 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.574 min
Delta R.T.:   ‐0.004 min
  Response:  25684689
      Conc:  17.11 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.078 min
Delta R.T.:   ‐0.013 min
  Response:  33398039
      Conc:  19.29 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:    8.582 min
Delta R.T.:   ‐0.016 min
  Response:  25746284
      Conc:  19.06 ng/ml  
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#31  AR‐1260‐1

      R.T.:    7.108 min
Delta R.T.:   ‐0.008 min
  Response:  61214101
      Conc: 642.15 ng/ml  
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#31  AR‐1260‐1

      R.T.:    6.142 min
Delta R.T.:   ‐0.010 min
  Response:  54562245
      Conc: 703.62 ng/ml  
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#32  AR‐1260‐2

      R.T.:    7.366 min
Delta R.T.:   ‐0.008 min
  Response:  61905901
      Conc: 550.05 ng/ml  
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#32  AR‐1260‐2

      R.T.:    6.331 min
Delta R.T.:   ‐0.010 min
  Response:  53288826
      Conc: 592.77 ng/ml  
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#33  AR‐1260‐3

      R.T.:    7.728 min
Delta R.T.:   ‐0.007 min
  Response:  47006401
      Conc: 583.79 ng/ml  
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#33  AR‐1260‐3

      R.T.:    6.484 min
Delta R.T.:   ‐0.011 min
  Response:  51338000
      Conc: 604.61 ng/ml  
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#34  AR‐1260‐4

      R.T.:    7.952 min
Delta R.T.:   ‐0.010 min
  Response:  60500805
      Conc: 623.23 ng/ml m
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#34  AR‐1260‐4

      R.T.:    6.957 min
Delta R.T.:   ‐0.012 min
  Response:  42624374
      Conc: 595.29 ng/ml  
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#35  AR‐1260‐5

      R.T.:    8.271 min
Delta R.T.:   ‐0.007 min
  Response: 120955490
      Conc: 680.10 ng/ml  
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#35  AR‐1260‐5

      R.T.:    7.201 min
Delta R.T.:   ‐0.011 min
  Response: 112167147
      Conc: 729.61 ng/ml  
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