
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP043024\
  Data File : PP064594.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 30 Apr 2024  14:36
  Operator  : YP\AJ
  Sample    : AR1248ICC1000
  Misc      :  
  ALS Vial  : 15   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 01 03:31:56 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP043024.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 01 03:31:48 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.376     3.448   159.7E6  226.8E6  101.086   100.760  
 2) SA  Decachlor...   10.080     8.362  83204743  170.5E6   99.883    98.727  
 
   Target Compounds
21) L5  AR‐1248‐1       5.543     4.515  28048366 39843327  979.564   998.334  
22) L5  AR‐1248‐2       5.816     4.747  45422649 60121931  975.352   973.143  
23) L5  AR‐1248‐3       6.020     4.788  48967496 63135617  979.786   972.075  
24) L5  AR‐1248‐4       6.423     4.956  45437219 74481871  975.365   980.942  
25) L5  AR‐1248‐5       6.462     5.343  48359739 62100680  979.160   985.806  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.376 min
Delta R.T.:    0.000 min
  Response: 159672344
      Conc: 101.09 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.448 min
Delta R.T.:    0.000 min
  Response: 226823661
      Conc: 100.76 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.080 min
Delta R.T.:    0.000 min
  Response:  83204743
      Conc:  99.88 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.362 min
Delta R.T.:    0.000 min
  Response: 170484541
      Conc:  98.73 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.543 min
Delta R.T.:    0.000 min
  Response:  28048366
      Conc: 979.56 ng/ml  

5.45 5.50 5.55 5.60

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PP064594.D\ECD1A.ch

 5.542

+

#21  AR‐1248‐1

      R.T.:    4.515 min
Delta R.T.:    0.000 min
  Response:  39843327
      Conc: 998.33 ng/ml  

4.45 4.50 4.55

0

2000000

4000000

6000000

Time

Response_ Signal: PP064594.D\ECD2B.ch

 4.514

+

#22  AR‐1248‐2

      R.T.:    5.816 min
Delta R.T.:    0.000 min
  Response:  45422649
      Conc: 975.35 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.747 min
Delta R.T.:    0.000 min
  Response:  60121931
      Conc: 973.14 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.020 min
Delta R.T.:    0.000 min
  Response:  48967496
      Conc: 979.79 ng/ml  
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+

#23  AR‐1248‐3

      R.T.:    4.788 min
Delta R.T.:    0.000 min
  Response:  63135617
      Conc: 972.07 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.423 min
Delta R.T.:    0.000 min
  Response:  45437219
      Conc: 975.36 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    4.956 min
Delta R.T.:    0.000 min
  Response:  74481871
      Conc: 980.94 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.462 min
Delta R.T.:    0.000 min
  Response:  48359739
      Conc: 979.16 ng/ml  
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+

#25  AR‐1248‐5

      R.T.:    5.343 min
Delta R.T.:    0.000 min
  Response:  62100680
      Conc: 985.81 ng/ml  
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