
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP052824\
  Data File : PP065272.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 28 May 2024  18:43
  Operator  : YP\AJ
  Sample    : P2622‐04
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 29 04:15:38 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP052124.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue May 21 18:19:41 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.469     3.751  30097719 27422056   19.070    18.063  
 2) SA  Decachlor...   10.208     8.821  22239736 20794227   17.104    15.776  
 
   Target Compounds
26) L6  AR‐1254‐1       6.487     5.661  72459101 61238400 1173.592   767.609 #
27) L6  AR‐1254‐2       6.705     5.807   132.8E6  106.2E6 1447.062  1505.591  
28) L6  AR‐1254‐3       7.071     6.215   248.8E6  264.9E6 2674.795  2403.506  
29) L6  AR‐1254‐4       7.356     6.443   185.1E6  165.2E6 3054.156  2926.904  
30) L6  AR‐1254‐5       7.774     6.864   365.5E6  440.9E6 5202.426m 4731.680  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.

PP052124.M Wed May 29 10:52:32 2024                                                      Page:  1

Instrument :
ECD_P
ClientSampleId :
S01-02A

Manual Integrations
APPROVED

Reviewed By :Yogesh Patel     05/29/2024
Supervised By :Ankita Jodhani     05/29/2024

Instrument :
ECD_P
ClientSampleId :
S01-02A

Manual Integrations
APPROVED

Reviewed By :Yogesh Patel     05/29/2024
Supervised By :Ankita Jodhani     05/29/2024



                                        Quantitation Report    (QT Reviewed)

  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP052824\
  Data File : PP065272.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 28 May 2024  18:43
  Operator  : YP\AJ
  Sample    : P2622‐04
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 29 04:15:38 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP052124.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue May 21 18:19:41 2024
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm

2.00 2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50 12.00 12.50

0

5000000

   1e+07

 1.5e+07

   2e+07

 2.5e+07

   3e+07

Time

Response_ Signal: PP065272.D\ECD1A.ch

 4
.4

68

 6
.4

86

 6
.7

04

 7
.0

70

 7
.3

56

 7
.7

74

10
.2

07
D

ec
ac

hl
or

o

A
R

-1
25

4-
5

A
R

-1
25

4-
4

A
R

-1
25

4-
3

A
R

-1
25

4-
2

A
R

-1
25

4-
1

T
et

ra
ch

lo
r

2.00 2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50 12.00 12.50

0

5000000

   1e+07

 1.5e+07

   2e+07

 2.5e+07

   3e+07

 3.5e+07

Time

Response_ Signal: PP065272.D\ECD2B.ch

 3
.7

51

 5
.6

60
 5

.8
07

 6
.2

15

 6
.4

42

 6
.8

63

 8
.8

21
D

ec
ac

hl
or

o

A
R

-1
25

4-
5 

A
R

-1
25

4-
4 

A
R

-1
25

4-
3 

A
R

-1
25

4-
2 

A
R

-1
25

4-
1 

T
et

ra
ch

lo
r

PP052124.M Wed May 29 10:52:37 2024                                                      Page: 2

Instrument :
ECD_P
ClientSampleId :
S01-02A

Manual Integrations
APPROVED

Reviewed By :Yogesh Patel     05/29/2024
Supervised By :Ankita Jodhani     05/29/2024



#1  Tetrachloro‐m‐xylene

      R.T.:    4.469 min
Delta R.T.:    0.000 min
  Response:  30097719
      Conc:  19.07 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.751 min
Delta R.T.:   ‐0.003 min
  Response:  27422056
      Conc:  18.06 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.208 min
Delta R.T.:    0.000 min
  Response:  22239736
      Conc:  17.10 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.821 min
Delta R.T.:   ‐0.015 min
  Response:  20794227
      Conc:  15.78 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.487 min
Delta R.T.:    0.000 min
  Response:  72459101
      Conc: 1173.59 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.661 min
Delta R.T.:   ‐0.008 min
  Response:  61238400
      Conc: 767.61 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.705 min
Delta R.T.:   ‐0.001 min
  Response: 132756269
      Conc: 1447.06 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    5.807 min
Delta R.T.:   ‐0.008 min
  Response: 106173597
      Conc: 1505.59 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.071 min
Delta R.T.:    0.000 min
  Response: 248814691
      Conc: 2674.79 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.215 min
Delta R.T.:   ‐0.008 min
  Response: 264894054
      Conc: 2403.51 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.356 min
Delta R.T.:    0.000 min
  Response: 185147194
      Conc: 3054.16 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.443 min
Delta R.T.:   ‐0.008 min
  Response: 165236139
      Conc: 2926.90 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.774 min
Delta R.T.:    0.000 min
  Response: 365467205
      Conc: 5202.43 ng/ml m

7.65 7.70 7.75 7.80 7.85 7.90

0

   1e+07

   2e+07

   3e+07

Time

Response_ Signal: PP065272.D\ECD1A.ch

 7.774

+

#30  AR‐1254‐5

      R.T.:    6.864 min
Delta R.T.:   ‐0.009 min
  Response: 440897268
      Conc: 4731.68 ng/ml  
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