
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP052824\
  Data File : PP065278.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 28 May 2024  20:41
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 29 05:04:56 2024
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP052124.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue May 21 18:19:41 2024
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.468     3.750  72155358 65344804   45.717    43.044  
 2) SA  Decachlor...   10.207     8.819  71067942 64035096   54.655    48.582  
 
   Target Compounds
21) L5  AR‐1248‐1       5.633     4.849  16145787 14172586  486.459   470.225  
22) L5  AR‐1248‐2       5.906     5.088  24680259 19527511  484.952   429.567  
23) L5  AR‐1248‐3       6.110     5.131  26813369 20829599  491.373   437.966  
24) L5  AR‐1248‐4       6.512     5.304  28888531 24307191  527.568   440.212  
25) L5  AR‐1248‐5       6.552     5.700  28271583 23121507  525.112   481.511  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.468 min
Delta R.T.:    0.000 min
  Response:  72155358
      Conc:  45.72 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.750 min
Delta R.T.:   ‐0.004 min
  Response:  65344804
      Conc:  43.04 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.207 min
Delta R.T.:    0.000 min
  Response:  71067942
      Conc:  54.66 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.819 min
Delta R.T.:   ‐0.017 min
  Response:  64035096
      Conc:  48.58 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.633 min
Delta R.T.:   ‐0.001 min
  Response:  16145787
      Conc: 486.46 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.849 min
Delta R.T.:   ‐0.008 min
  Response:  14172586
      Conc: 470.22 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.906 min
Delta R.T.:   ‐0.001 min
  Response:  24680259
      Conc: 484.95 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.088 min
Delta R.T.:   ‐0.009 min
  Response:  19527511
      Conc: 429.57 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.110 min
Delta R.T.:   ‐0.001 min
  Response:  26813369
      Conc: 491.37 ng/ml  
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#23  AR‐1248‐3

      R.T.:    5.131 min
Delta R.T.:   ‐0.008 min
  Response:  20829599
      Conc: 437.97 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.512 min
Delta R.T.:   ‐0.002 min
  Response:  28888531
      Conc: 527.57 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    5.304 min
Delta R.T.:   ‐0.009 min
  Response:  24307191
      Conc: 440.21 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.552 min
Delta R.T.:   ‐0.001 min
  Response:  28271583
      Conc: 525.11 ng/ml  
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+

#25  AR‐1248‐5

      R.T.:    5.700 min
Delta R.T.:   ‐0.009 min
  Response:  23121507
      Conc: 481.51 ng/ml  
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