
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP053023\
  Data File : PP058028.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 30 May 2023  20:39
  Operator  : YP\AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 31 01:25:53 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.381     3.620   100.3E6  109.3E6   45.740    48.168  
 2) SA  Decachlor...   10.204     8.677  59588421 62358493   52.582    39.725  
 
   Target Compounds
16) L4  AR‐1242‐1       5.559     4.715  22715613 26796907  476.838   460.341  
17) L4  AR‐1242‐2       5.582     4.735  32882741 37779281  480.834   473.317  
18) L4  AR‐1242‐3       5.645     4.912  21807407 21509060  500.854   458.633  
19) L4  AR‐1242‐4       5.744     4.997  16865108 21412976  478.619   461.483  
20) L4  AR‐1242‐5       6.487     5.525  16906650 25325231  521.789   452.967  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.381 min
Delta R.T.:   ‐0.009 min
  Response: 100347137
      Conc:  45.74 ng/ml  

4.00 4.20 4.40 4.60 4.80

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PP058028.D\ECD1A.ch

 4.381

+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.620 min
Delta R.T.:   ‐0.003 min
  Response: 109261540
      Conc:  48.17 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.204 min
Delta R.T.:   ‐0.019 min
  Response:  59588421
      Conc:  52.58 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.677 min
Delta R.T.:   ‐0.009 min
  Response:  62358493
      Conc:  39.73 ng/ml  
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#16  AR‐1242‐1

      R.T.:    5.559 min
Delta R.T.:   ‐0.009 min
  Response:  22715613
      Conc: 476.84 ng/ml  
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#16  AR‐1242‐1

      R.T.:    4.715 min
Delta R.T.:   ‐0.005 min
  Response:  26796907
      Conc: 460.34 ng/ml  
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+

#17  AR‐1242‐2

      R.T.:    5.582 min
Delta R.T.:   ‐0.009 min
  Response:  32882741
      Conc: 480.83 ng/ml  
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#17  AR‐1242‐2

      R.T.:    4.735 min
Delta R.T.:   ‐0.005 min
  Response:  37779281
      Conc: 473.32 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.645 min
Delta R.T.:   ‐0.009 min
  Response:  21807407
      Conc: 500.85 ng/ml  
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#18  AR‐1242‐3

      R.T.:    4.912 min
Delta R.T.:   ‐0.005 min
  Response:  21509060
      Conc: 458.63 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.744 min
Delta R.T.:   ‐0.009 min
  Response:  16865108
      Conc: 478.62 ng/ml  
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#19  AR‐1242‐4

      R.T.:    4.997 min
Delta R.T.:   ‐0.005 min
  Response:  21412976
      Conc: 461.48 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.487 min
Delta R.T.:   ‐0.010 min
  Response:  16906650
      Conc: 521.79 ng/ml  
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#20  AR‐1242‐5

      R.T.:    5.525 min
Delta R.T.:   ‐0.006 min
  Response:  25325231
      Conc: 452.97 ng/ml  
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