
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP053023\
  Data File : PP058030.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 30 May 2023  21:12
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 31 01:26:57 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.382     3.621   100.7E6  110.0E6   45.906    48.510  
 2) SA  Decachlor...   10.204     8.678  59982465 64499854   52.930    41.089  
 
   Target Compounds
26) L6  AR‐1254‐1       6.424     5.526  32299197 50908294  481.231   455.925  
27) L6  AR‐1254‐2       6.645     5.674  47014587 45221128  496.992   453.101  
28) L6  AR‐1254‐3       7.014     6.082  49565339 68681623  544.145   438.993  
29) L6  AR‐1254‐4       7.302     6.312  32525400 39031584  546.075   423.097  
30) L6  AR‐1254‐5       7.726     6.733  38226952 60459803  556.822   417.656  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.382 min
Delta R.T.:   ‐0.008 min
  Response: 100709533
      Conc:  45.91 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.621 min
Delta R.T.:   ‐0.003 min
  Response: 110035724
      Conc:  48.51 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.204 min
Delta R.T.:   ‐0.019 min
  Response:  59982465
      Conc:  52.93 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.678 min
Delta R.T.:   ‐0.008 min
  Response:  64499854
      Conc:  41.09 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.424 min
Delta R.T.:   ‐0.010 min
  Response:  32299197
      Conc: 481.23 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.526 min
Delta R.T.:   ‐0.006 min
  Response:  50908294
      Conc: 455.93 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.645 min
Delta R.T.:   ‐0.010 min
  Response:  47014587
      Conc: 496.99 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.674 min
Delta R.T.:   ‐0.006 min
  Response:  45221128
      Conc: 453.10 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.014 min
Delta R.T.:   ‐0.009 min
  Response:  49565339
      Conc: 544.14 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.082 min
Delta R.T.:   ‐0.007 min
  Response:  68681623
      Conc: 438.99 ng/ml  

5.95 6.00 6.05 6.10 6.15 6.20

0

2000000

4000000

6000000

Time

Response_ Signal: PP058030.D\ECD2B.ch

 6.081

+

#29  AR‐1254‐4

      R.T.:    7.302 min
Delta R.T.:   ‐0.010 min
  Response:  32525400
      Conc: 546.08 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.312 min
Delta R.T.:   ‐0.007 min
  Response:  39031584
      Conc: 423.10 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.726 min
Delta R.T.:   ‐0.010 min
  Response:  38226952
      Conc: 556.82 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.733 min
Delta R.T.:   ‐0.007 min
  Response:  60459803
      Conc: 417.66 ng/ml  
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