
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP053023\
  Data File : PP058043.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 31 May 2023  01:29
  Operator  : YP\AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 31 03:57:45 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.383     3.622   100.3E6  109.8E6   45.739    48.396  
 2) SA  Decachlor...   10.206     8.678  61108469 66268802   53.923    42.216  
 
   Target Compounds
16) L4  AR‐1242‐1       5.562     4.717  23144860 26733118  485.849   459.245  
17) L4  AR‐1242‐2       5.585     4.736  33888135 38231894  495.536   478.987  
18) L4  AR‐1242‐3       5.647     4.914  22302807 22018266  512.232   469.491  
19) L4  AR‐1242‐4       5.746     4.998  17657029 21825311  501.093   470.369  
20) L4  AR‐1242‐5       6.490     5.526  17487644 25858426  539.721   462.503  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.383 min
Delta R.T.:   ‐0.007 min
  Response: 100345189
      Conc:  45.74 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.622 min
Delta R.T.:   ‐0.002 min
  Response: 109778864
      Conc:  48.40 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.206 min
Delta R.T.:   ‐0.017 min
  Response:  61108469
      Conc:  53.92 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.678 min
Delta R.T.:   ‐0.008 min
  Response:  66268802
      Conc:  42.22 ng/ml  
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#16  AR‐1242‐1

      R.T.:    5.562 min
Delta R.T.:   ‐0.007 min
  Response:  23144860
      Conc: 485.85 ng/ml  
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#16  AR‐1242‐1

      R.T.:    4.717 min
Delta R.T.:   ‐0.003 min
  Response:  26733118
      Conc: 459.24 ng/ml  
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+

#17  AR‐1242‐2

      R.T.:    5.585 min
Delta R.T.:   ‐0.006 min
  Response:  33888135
      Conc: 495.54 ng/ml  
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#17  AR‐1242‐2

      R.T.:    4.736 min
Delta R.T.:   ‐0.003 min
  Response:  38231894
      Conc: 478.99 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.647 min
Delta R.T.:   ‐0.007 min
  Response:  22302807
      Conc: 512.23 ng/ml  

5.40 5.50 5.60 5.70 5.80 5.90

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PP058043.D\ECD1A.ch

 5.646

+

#18  AR‐1242‐3

      R.T.:    4.914 min
Delta R.T.:   ‐0.004 min
  Response:  22018266
      Conc: 469.49 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.746 min
Delta R.T.:   ‐0.007 min
  Response:  17657029
      Conc: 501.09 ng/ml  
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#19  AR‐1242‐4

      R.T.:    4.998 min
Delta R.T.:   ‐0.004 min
  Response:  21825311
      Conc: 470.37 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.490 min
Delta R.T.:   ‐0.007 min
  Response:  17487644
      Conc: 539.72 ng/ml  
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#20  AR‐1242‐5

      R.T.:    5.526 min
Delta R.T.:   ‐0.005 min
  Response:  25858426
      Conc: 462.50 ng/ml  
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