
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP053123\
  Data File : PP058088.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 31 May 2023  21:04
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 01 02:09:41 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.381     3.620  99696494  111.2E6   45.444    49.030  
 2) SA  Decachlor...   10.203     8.675  60762913 66995215   53.618    42.679  
 
   Target Compounds
21) L5  AR‐1248‐1       5.559     4.715  18768795 21951521  445.996   426.584  
22) L5  AR‐1248‐2       5.836     4.954  29032265 30354718  445.277   422.750  
23) L5  AR‐1248‐3       6.041     4.996  31707507 32192204  456.606   425.492  
24) L5  AR‐1248‐4       6.448     5.170  29722945 37394198  465.069   419.210  
25) L5  AR‐1248‐5       6.487     5.566  31284314 34157633  487.606   410.834  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Quant Time: Jun 01 02:09:41 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.381 min
Delta R.T.:   ‐0.009 min
  Response:  99696494
      Conc:  45.44 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.620 min
Delta R.T.:   ‐0.004 min
  Response: 111216132
      Conc:  49.03 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.203 min
Delta R.T.:   ‐0.021 min
  Response:  60762913
      Conc:  53.62 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.675 min
Delta R.T.:   ‐0.010 min
  Response:  66995215
      Conc:  42.68 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.559 min
Delta R.T.:   ‐0.009 min
  Response:  18768795
      Conc: 446.00 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.715 min
Delta R.T.:   ‐0.005 min
  Response:  21951521
      Conc: 426.58 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.836 min
Delta R.T.:   ‐0.010 min
  Response:  29032265
      Conc: 445.28 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.954 min
Delta R.T.:   ‐0.006 min
  Response:  30354718
      Conc: 422.75 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.041 min
Delta R.T.:   ‐0.011 min
  Response:  31707507
      Conc: 456.61 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.996 min
Delta R.T.:   ‐0.006 min
  Response:  32192204
      Conc: 425.49 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.448 min
Delta R.T.:   ‐0.010 min
  Response:  29722945
      Conc: 465.07 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.170 min
Delta R.T.:   ‐0.006 min
  Response:  37394198
      Conc: 419.21 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.487 min
Delta R.T.:   ‐0.011 min
  Response:  31284314
      Conc: 487.61 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.566 min
Delta R.T.:   ‐0.006 min
  Response:  34157633
      Conc: 410.83 ng/ml  
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