
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060123\
  Data File : PP058134.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 01 Jun 2023  18:41
  Operator  : YP\AJ
  Sample    : O2983‐08
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 02 04:50:14 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.380     3.619  44319555 46594589   20.202    20.541  
 2) SA  Decachlor...   10.202     8.677  28674290 28262428   25.303    18.004 #
 
   Target Compounds
31) L7  AR‐1260‐1       7.177     6.212   5335181  6380718   67.622m   58.036  
32) L7  AR‐1260‐2       7.428f    6.401  51520277  4705497  643.053    37.024 #
33) L7  AR‐1260‐3       7.800     6.556   4713148  5232629   82.724    42.673 #
34) L7  AR‐1260‐4       8.029     7.031   5232912  4606757   78.758m   52.721 #
35) L7  AR‐1260‐5       8.349     7.275   7000983  9448154   65.199m   51.153  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.380 min
Delta R.T.:   ‐0.010 min
  Response:  44319555
      Conc:  20.20 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.619 min
Delta R.T.:   ‐0.005 min
  Response:  46594589
      Conc:  20.54 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.202 min
Delta R.T.:   ‐0.021 min
  Response:  28674290
      Conc:  25.30 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.677 min
Delta R.T.:   ‐0.009 min
  Response:  28262428
      Conc:  18.00 ng/ml  
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#31  AR‐1260‐1

      R.T.:    7.177 min
Delta R.T.:   ‐0.014 min
  Response:   5335181
      Conc:  67.62 ng/ml m

7.05 7.10 7.15 7.20 7.25 7.30

0

500000

1000000

1500000

2000000

2500000

Time

Response_ Signal: PP058134.D\ECD1A.ch

 7.177

+

#31  AR‐1260‐1

      R.T.:    6.212 min
Delta R.T.:   ‐0.008 min
  Response:   6380718
      Conc:  58.04 ng/ml  
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#32  AR‐1260‐2

      R.T.:    7.428 min
Delta R.T.:   ‐0.021 min
  Response:  51520277
      Conc: 643.05 ng/ml  
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#32  AR‐1260‐2

      R.T.:    6.401 min
Delta R.T.:   ‐0.008 min
  Response:   4705497
      Conc:  37.02 ng/ml  
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#33  AR‐1260‐3

      R.T.:    7.800 min
Delta R.T.:   ‐0.012 min
  Response:   4713148
      Conc:  82.72 ng/ml  
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#33  AR‐1260‐3

      R.T.:    6.556 min
Delta R.T.:   ‐0.007 min
  Response:   5232629
      Conc:  42.67 ng/ml  
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#34  AR‐1260‐4

      R.T.:    8.029 min
Delta R.T.:   ‐0.012 min
  Response:   5232912
      Conc:  78.76 ng/ml m
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#34  AR‐1260‐4

      R.T.:    7.031 min
Delta R.T.:   ‐0.009 min
  Response:   4606757
      Conc:  52.72 ng/ml  
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#35  AR‐1260‐5

      R.T.:    8.349 min
Delta R.T.:   ‐0.015 min
  Response:   7000983
      Conc:  65.20 ng/ml m
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#35  AR‐1260‐5

      R.T.:    7.275 min
Delta R.T.:   ‐0.007 min
  Response:   9448154
      Conc:  51.15 ng/ml  
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