
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060223\
  Data File : PP058201.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 02 Jun 2023  18:56
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 03 05:56:39 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP050823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon May 08 19:18:05 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.394     3.622   104.4E6  115.9E6   47.584    51.105  
 2) SA  Decachlor...   10.235     8.689  57804071 72760226   51.008    46.352  
 
   Target Compounds
26) L6  AR‐1254‐1       6.440     5.530  34021044 54442465  506.885   487.576  
27) L6  AR‐1254‐2       6.661     5.679  51375620 47762957  543.093   478.570  
28) L6  AR‐1254‐3       7.030     6.086  52147348 73432926  572.491   469.362  
29) L6  AR‐1254‐4       7.318     6.317  32495442 41576913  545.572   450.688  
30) L6  AR‐1254‐5       7.743     6.738  38454344 65429596  560.135   451.987  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.394 min
Delta R.T.:    0.004 min
  Response: 104391508
      Conc:  47.58 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.622 min
Delta R.T.:   ‐0.001 min
  Response: 115922913
      Conc:  51.10 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.235 min
Delta R.T.:    0.012 min
  Response:  57804071
      Conc:  51.01 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.689 min
Delta R.T.:    0.003 min
  Response:  72760226
      Conc:  46.35 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.440 min
Delta R.T.:    0.007 min
  Response:  34021044
      Conc: 506.89 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.530 min
Delta R.T.:   ‐0.002 min
  Response:  54442465
      Conc: 487.58 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    6.661 min
Delta R.T.:    0.007 min
  Response:  51375620
      Conc: 543.09 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    5.679 min
Delta R.T.:   ‐0.002 min
  Response:  47762957
      Conc: 478.57 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.030 min
Delta R.T.:    0.007 min
  Response:  52147348
      Conc: 572.49 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.086 min
Delta R.T.:   ‐0.002 min
  Response:  73432926
      Conc: 469.36 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.318 min
Delta R.T.:    0.006 min
  Response:  32495442
      Conc: 545.57 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.317 min
Delta R.T.:   ‐0.001 min
  Response:  41576913
      Conc: 450.69 ng/ml  

6.20 6.25 6.30 6.35 6.40

0

1000000

2000000

3000000

4000000

5000000

Time

Response_ Signal: PP058201.D\ECD2B.ch

 6.317

+

PP058201.D  PP050823.M      Mon Jun 05 10:33:36 2023       Page 5

Instrument :
ECD_P
ClientSampleId :
AR1254CCC500



#30  AR‐1254‐5

      R.T.:    7.743 min
Delta R.T.:    0.007 min
  Response:  38454344
      Conc: 560.13 ng/ml  
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+

#30  AR‐1254‐5

      R.T.:    6.738 min
Delta R.T.:   ‐0.002 min
  Response:  65429596
      Conc: 451.99 ng/ml  
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