
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060623\
  Data File : PP058249.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 06 Jun 2023  04:03
  Operator  : YP\AJ
  Sample    : AR1242ICV500
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 06 05:02:53 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.379     3.618   119.4E6  112.4E6   52.165    52.069  
 2) SA  Decachlor...   10.205     8.677  55699650 86259790   49.864    52.318  
 
   Target Compounds
16) L4  AR‐1242‐1       5.560     4.714  25600074 27629329  503.637   499.813  
17) L4  AR‐1242‐2       5.583     4.734  36674240 38826515  498.695   505.046  
18) L4  AR‐1242‐3       5.645     4.912  23959787 22414243  511.768   507.262  
19) L4  AR‐1242‐4       5.744     4.996  19606489 22449967  514.378   505.335  
20) L4  AR‐1242‐5       6.489     5.525  18196824 27900300  513.861   504.828  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.379 min
Delta R.T.:    0.000 min
  Response: 119389439
      Conc:  52.17 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.618 min
Delta R.T.:    0.000 min
  Response: 112350383
      Conc:  52.07 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.205 min
Delta R.T.:    0.000 min
  Response:  55699650
      Conc:  49.86 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.677 min
Delta R.T.:    0.000 min
  Response:  86259790
      Conc:  52.32 ng/ml  
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#16  AR‐1242‐1

      R.T.:    5.560 min
Delta R.T.:    0.000 min
  Response:  25600074
      Conc: 503.64 ng/ml  
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#16  AR‐1242‐1

      R.T.:    4.714 min
Delta R.T.:    0.000 min
  Response:  27629329
      Conc: 499.81 ng/ml  

4.65 4.70 4.75 4.80

0

1000000

2000000

3000000

4000000

5000000

Time

Response_ Signal: PP058249.D\ECD2B.ch

 4.714

+

#17  AR‐1242‐2

      R.T.:    5.583 min
Delta R.T.:    0.000 min
  Response:  36674240
      Conc: 498.69 ng/ml  
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+

#17  AR‐1242‐2

      R.T.:    4.734 min
Delta R.T.:    0.000 min
  Response:  38826515
      Conc: 505.05 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.645 min
Delta R.T.:    0.000 min
  Response:  23959787
      Conc: 511.77 ng/ml  
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+

#18  AR‐1242‐3

      R.T.:    4.912 min
Delta R.T.:    0.000 min
  Response:  22414243
      Conc: 507.26 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.744 min
Delta R.T.:    0.000 min
  Response:  19606489
      Conc: 514.38 ng/ml  
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#19  AR‐1242‐4

      R.T.:    4.996 min
Delta R.T.:    0.000 min
  Response:  22449967
      Conc: 505.34 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.489 min
Delta R.T.:    0.000 min
  Response:  18196824
      Conc: 513.86 ng/ml  
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#20  AR‐1242‐5

      R.T.:    5.525 min
Delta R.T.:    0.000 min
  Response:  27900300
      Conc: 504.83 ng/ml  
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