
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060723\
  Data File : PP058297.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 07 Jun 2023  01:00
  Operator  : YP\AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 07 05:42:49 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.378     3.617   118.6E6  111.9E6   51.803    51.876  
 2) SA  Decachlor...   10.204     8.677  62115752 88302723   55.608    53.557  
 
   Target Compounds
16) L4  AR‐1242‐1       5.559     4.714  26936601 28352741  529.931   512.900  
17) L4  AR‐1242‐2       5.581     4.733  38383106 39529424  521.932   514.189  
18) L4  AR‐1242‐3       5.644     4.911  24891823 22842508  531.675   516.954  
19) L4  AR‐1242‐4       5.744     4.995  20260436 22550601  531.534   507.600  
20) L4  AR‐1242‐5       6.488     5.524  19875268 29921026  561.259   541.391  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.

PP060623.M Wed Jun 07 10:41:47 2023                                                      Page:  1

Instrument :
ECD_P
ClientSampleId :
AR1242CCC500

Instrument :
ECD_P
ClientSampleId :
AR1242CCC500



                                        Quantitation Report    (QT Reviewed)

  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060723\
  Data File : PP058297.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 07 Jun 2023  01:00
  Operator  : YP\AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 07 05:42:49 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
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  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.378 min
Delta R.T.:    0.000 min
  Response: 118559590
      Conc:  51.80 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.617 min
Delta R.T.:    0.000 min
  Response: 111933965
      Conc:  51.88 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.204 min
Delta R.T.:    0.000 min
  Response:  62115752
      Conc:  55.61 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.677 min
Delta R.T.:    0.000 min
  Response:  88302723
      Conc:  53.56 ng/ml  
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#16  AR‐1242‐1

      R.T.:    5.559 min
Delta R.T.:    0.000 min
  Response:  26936601
      Conc: 529.93 ng/ml  

5.45 5.50 5.55 5.60 5.65

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PP058297.D\ECD1A.ch

 5.559

+

#16  AR‐1242‐1

      R.T.:    4.714 min
Delta R.T.:    0.000 min
  Response:  28352741
      Conc: 512.90 ng/ml  
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+

#17  AR‐1242‐2

      R.T.:    5.581 min
Delta R.T.:    0.000 min
  Response:  38383106
      Conc: 521.93 ng/ml  
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#17  AR‐1242‐2

      R.T.:    4.733 min
Delta R.T.:    0.000 min
  Response:  39529424
      Conc: 514.19 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.644 min
Delta R.T.:    0.000 min
  Response:  24891823
      Conc: 531.68 ng/ml  
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#18  AR‐1242‐3

      R.T.:    4.911 min
Delta R.T.:    0.000 min
  Response:  22842508
      Conc: 516.95 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.744 min
Delta R.T.:    0.000 min
  Response:  20260436
      Conc: 531.53 ng/ml  
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#19  AR‐1242‐4

      R.T.:    4.995 min
Delta R.T.:    0.000 min
  Response:  22550601
      Conc: 507.60 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.488 min
Delta R.T.:   ‐0.001 min
  Response:  19875268
      Conc: 561.26 ng/ml  
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#20  AR‐1242‐5

      R.T.:    5.524 min
Delta R.T.:    0.000 min
  Response:  29921026
      Conc: 541.39 ng/ml  
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