
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060923\
  Data File : PP058405.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 08 Jun 2023  17:12
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 08 21:44:42 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.378     3.617   100.3E6  106.4E6   43.810    49.320  
 2) SA  Decachlor...   10.203     8.676  62032822 72442598   55.533    43.937  
 
   Target Compounds
26) L6  AR‐1254‐1       6.422     5.524  32688637 51952131  447.359   479.149  
27) L6  AR‐1254‐2       6.643     5.672  47759965 46194692  465.068   475.872  
28) L6  AR‐1254‐3       7.013     6.080  48165103 72628247  488.558   469.074  
29) L6  AR‐1254‐4       7.301     6.310  32699007 43842735  492.794   467.222  
30) L6  AR‐1254‐5       7.725     6.731  38526015 66288397  526.477   456.032  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.378 min
Delta R.T.:    0.000 min
  Response: 100265872
      Conc:  43.81 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.617 min
Delta R.T.:    0.000 min
  Response: 106418209
      Conc:  49.32 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.203 min
Delta R.T.:    0.000 min
  Response:  62032822
      Conc:  55.53 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.676 min
Delta R.T.:   ‐0.001 min
  Response:  72442598
      Conc:  43.94 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.422 min
Delta R.T.:   ‐0.002 min
  Response:  32688637
      Conc: 447.36 ng/ml  
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+

#26  AR‐1254‐1

      R.T.:    5.524 min
Delta R.T.:   ‐0.001 min
  Response:  51952131
      Conc: 479.15 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.643 min
Delta R.T.:   ‐0.002 min
  Response:  47759965
      Conc: 465.07 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    5.672 min
Delta R.T.:   ‐0.002 min
  Response:  46194692
      Conc: 475.87 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.013 min
Delta R.T.:   ‐0.002 min
  Response:  48165103
      Conc: 488.56 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.080 min
Delta R.T.:   ‐0.001 min
  Response:  72628247
      Conc: 469.07 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.301 min
Delta R.T.:   ‐0.002 min
  Response:  32699007
      Conc: 492.79 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.310 min
Delta R.T.:   ‐0.001 min
  Response:  43842735
      Conc: 467.22 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.725 min
Delta R.T.:   ‐0.001 min
  Response:  38526015
      Conc: 526.48 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.731 min
Delta R.T.:   ‐0.001 min
  Response:  66288397
      Conc: 456.03 ng/ml  
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