
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060923\
  Data File : PP058419.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 08 Jun 2023  21:02
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 08 21:53:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.378     3.617   100.4E6  107.0E6   43.863    49.573  
 2) SA  Decachlor...   10.203     8.675  63650010 74760915   56.981    45.343  
 
   Target Compounds
21) L5  AR‐1248‐1       5.558     4.713  19105600 23296614  477.581   528.740  
22) L5  AR‐1248‐2       5.835     4.952  28509673 30157736  444.759   486.426  
23) L5  AR‐1248‐3       6.040     4.994  30959546 33552579  449.751   511.605  
24) L5  AR‐1248‐4       6.449     5.168  30810945 39559413  488.344   511.794  
25) L5  AR‐1248‐5       6.487     5.564  31154942 37922794  487.698   513.615  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.378 min
Delta R.T.:   ‐0.001 min
  Response: 100388261
      Conc:  43.86 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.617 min
Delta R.T.:    0.000 min
  Response: 106962911
      Conc:  49.57 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.203 min
Delta R.T.:    0.000 min
  Response:  63650010
      Conc:  56.98 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.675 min
Delta R.T.:   ‐0.002 min
  Response:  74760915
      Conc:  45.34 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.558 min
Delta R.T.:    0.000 min
  Response:  19105600
      Conc: 477.58 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.713 min
Delta R.T.:   ‐0.001 min
  Response:  23296614
      Conc: 528.74 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.835 min
Delta R.T.:   ‐0.002 min
  Response:  28509673
      Conc: 444.76 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.952 min
Delta R.T.:    0.000 min
  Response:  30157736
      Conc: 486.43 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.040 min
Delta R.T.:   ‐0.002 min
  Response:  30959546
      Conc: 449.75 ng/ml  

5.90 5.95 6.00 6.05 6.10 6.15

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PP058419.D\ECD1A.ch

 6.040

+

#23  AR‐1248‐3

      R.T.:    4.994 min
Delta R.T.:   ‐0.001 min
  Response:  33552579
      Conc: 511.61 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.449 min
Delta R.T.:    0.000 min
  Response:  30810945
      Conc: 488.34 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    5.168 min
Delta R.T.:   ‐0.001 min
  Response:  39559413
      Conc: 511.79 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.487 min
Delta R.T.:   ‐0.001 min
  Response:  31154942
      Conc: 487.70 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.564 min
Delta R.T.:   ‐0.002 min
  Response:  37922794
      Conc: 513.62 ng/ml  
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