
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP060923\
  Data File : PP058420.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 08 Jun 2023  21:18
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 09 04:46:16 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP060623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Jun 06 04:59:28 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.378     3.618  97546818  105.9E6   42.622    49.100  
 2) SA  Decachlor...   10.201     8.675  63889527 74738014   57.196    45.330  
 
   Target Compounds
26) L6  AR‐1254‐1       6.421     5.523  32557320 53293933  445.562   491.524  
27) L6  AR‐1254‐2       6.642     5.672  48239829 47495656  469.741   489.274  
28) L6  AR‐1254‐3       7.013     6.079  48994177 74559215  496.968   481.546  
29) L6  AR‐1254‐4       7.301     6.310  33324490 44849639  502.220   477.953  
30) L6  AR‐1254‐5       7.724     6.730  39203541 68193003  535.735   469.135  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.378 min
Delta R.T.:   ‐0.001 min
  Response:  97546818
      Conc:  42.62 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.618 min
Delta R.T.:    0.000 min
  Response: 105942837
      Conc:  49.10 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.201 min
Delta R.T.:   ‐0.003 min
  Response:  63889527
      Conc:  57.20 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.675 min
Delta R.T.:   ‐0.002 min
  Response:  74738014
      Conc:  45.33 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.421 min
Delta R.T.:   ‐0.002 min
  Response:  32557320
      Conc: 445.56 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.523 min
Delta R.T.:   ‐0.002 min
  Response:  53293933
      Conc: 491.52 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.642 min
Delta R.T.:   ‐0.002 min
  Response:  48239829
      Conc: 469.74 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    5.672 min
Delta R.T.:   ‐0.002 min
  Response:  47495656
      Conc: 489.27 ng/ml  

5.55 5.60 5.65 5.70 5.75 5.80

0

2000000

4000000

6000000

Time

Response_ Signal: PP058420.D\ECD2B.ch

 5.671

+

PP058420.D  PP060623.M      Fri Jun 09 10:58:06 2023       Page 4

Instrument :
ECD_P
ClientSampleId :
AR1254CCC500



#28  AR‐1254‐3

      R.T.:    7.013 min
Delta R.T.:   ‐0.002 min
  Response:  48994177
      Conc: 496.97 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.079 min
Delta R.T.:   ‐0.002 min
  Response:  74559215
      Conc: 481.55 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.301 min
Delta R.T.:   ‐0.002 min
  Response:  33324490
      Conc: 502.22 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.310 min
Delta R.T.:   ‐0.002 min
  Response:  44849639
      Conc: 477.95 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.724 min
Delta R.T.:   ‐0.003 min
  Response:  39203541
      Conc: 535.74 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.730 min
Delta R.T.:   ‐0.003 min
  Response:  68193003
      Conc: 469.14 ng/ml  
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