
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP061523\
  Data File : PP058506.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Jun 2023  05:17
  Operator  : YP\AJ
  Sample    : AR1254ICV500
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 16 05:53:59 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP061523.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Jun 16 05:48:25 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.458     3.770   117.1E6 79726808   52.760    50.150  
 2) SA  Decachlor...   10.358     8.870  72910961 75771676   53.698    51.837  
 
   Target Compounds
26) L6  AR‐1254‐1       6.507     5.682  36511307 44088293  504.799   505.323  
27) L6  AR‐1254‐2       6.728     5.830  53916963 39663751  511.121   507.353  
28) L6  AR‐1254‐3       7.098     6.238  53563832 62441507  519.487   508.959  
29) L6  AR‐1254‐4       7.387     6.467  37123961 37660946  523.763   513.484  
30) L6  AR‐1254‐5       7.811     6.890  42112536 56405639  528.898   513.885  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.458 min
Delta R.T.:    0.000 min
  Response: 117052675
      Conc:  52.76 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.770 min
Delta R.T.:    0.002 min
  Response:  79726808
      Conc:  50.15 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.358 min
Delta R.T.:    0.004 min
  Response:  72910961
      Conc:  53.70 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.870 min
Delta R.T.:   ‐0.003 min
  Response:  75771676
      Conc:  51.84 ng/ml  

8.70 8.80 8.90 9.00

0

2000000

4000000

6000000

Time

Response_ Signal: PP058506.D\ECD2B.ch

 8.870

+

PP058506.D  PP061523.M      Fri Jun 16 11:15:29 2023       Page 3

Instrument :
ECD_P
ClientSampleId :
ICVPP061523AR1254



#26  AR‐1254‐1

      R.T.:    6.507 min
Delta R.T.:    0.000 min
  Response:  36511307
      Conc: 504.80 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.682 min
Delta R.T.:    0.000 min
  Response:  44088293
      Conc: 505.32 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.728 min
Delta R.T.:    0.000 min
  Response:  53916963
      Conc: 511.12 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    5.830 min
Delta R.T.:    0.000 min
  Response:  39663751
      Conc: 507.35 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.098 min
Delta R.T.:    0.000 min
  Response:  53563832
      Conc: 519.49 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.238 min
Delta R.T.:    0.000 min
  Response:  62441507
      Conc: 508.96 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.387 min
Delta R.T.:    0.000 min
  Response:  37123961
      Conc: 523.76 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.467 min
Delta R.T.:    0.000 min
  Response:  37660946
      Conc: 513.48 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.811 min
Delta R.T.:    0.000 min
  Response:  42112536
      Conc: 528.90 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.890 min
Delta R.T.:    0.000 min
  Response:  56405639
      Conc: 513.88 ng/ml  
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