
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP061623\
  Data File : PP058523.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Jun 2023  15:53
  Operator  : YP\AJ
  Sample    : AR1242CCC500
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 16 22:05:50 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP061523.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Jun 16 05:48:25 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.465     3.767   117.9E6 78353500   53.159    49.286  
 2) SA  Decachlor...   10.370     8.869  74634364 71924008   54.967    49.205  
 
   Target Compounds
16) L4  AR‐1242‐1       5.648     4.868  24965782 20929008  506.326   488.431  
17) L4  AR‐1242‐2       5.671     4.888  35554946 27929089  495.784   490.166  
18) L4  AR‐1242‐3       5.734     5.067  22068150 16021431  500.639   502.227  
19) L4  AR‐1242‐4       5.834     5.151  18371144 17157544  506.315   504.044  
20) L4  AR‐1242‐5       6.580     5.679  18941425 20889663  553.269   509.601  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.465 min
Delta R.T.:    0.008 min
  Response: 117939367
      Conc:  53.16 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.767 min
Delta R.T.:    0.000 min
  Response:  78353500
      Conc:  49.29 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:   10.370 min
Delta R.T.:    0.016 min
  Response:  74634364
      Conc:  54.97 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.869 min
Delta R.T.:   ‐0.004 min
  Response:  71924008
      Conc:  49.20 ng/ml  
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#16  AR‐1242‐1

      R.T.:    5.648 min
Delta R.T.:    0.009 min
  Response:  24965782
      Conc: 506.33 ng/ml  
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#16  AR‐1242‐1

      R.T.:    4.868 min
Delta R.T.:   ‐0.002 min
  Response:  20929008
      Conc: 488.43 ng/ml  
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#17  AR‐1242‐2

      R.T.:    5.671 min
Delta R.T.:    0.008 min
  Response:  35554946
      Conc: 495.78 ng/ml  
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+

#17  AR‐1242‐2

      R.T.:    4.888 min
Delta R.T.:   ‐0.002 min
  Response:  27929089
      Conc: 490.17 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.734 min
Delta R.T.:    0.009 min
  Response:  22068150
      Conc: 500.64 ng/ml  
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#18  AR‐1242‐3

      R.T.:    5.067 min
Delta R.T.:   ‐0.002 min
  Response:  16021431
      Conc: 502.23 ng/ml  

4.90 4.95 5.00 5.05 5.10 5.15 5.20

0

1000000

2000000

3000000

4000000

Time

Response_ Signal: PP058523.D\ECD2B.ch

 5.066

+

#19  AR‐1242‐4

      R.T.:    5.834 min
Delta R.T.:    0.009 min
  Response:  18371144
      Conc: 506.31 ng/ml  
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#19  AR‐1242‐4

      R.T.:    5.151 min
Delta R.T.:   ‐0.002 min
  Response:  17157544
      Conc: 504.04 ng/ml  
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#20  AR‐1242‐5

      R.T.:    6.580 min
Delta R.T.:    0.008 min
  Response:  18941425
      Conc: 553.27 ng/ml  
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+

#20  AR‐1242‐5

      R.T.:    5.679 min
Delta R.T.:   ‐0.002 min
  Response:  20889663
      Conc: 509.60 ng/ml  
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