
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP061623\
  Data File : PP058525.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Jun 2023  16:26
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 16 22:09:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP061523.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Jun 16 05:48:25 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.457     3.766   118.6E6 77861557   53.454    48.976  
 2) SA  Decachlor...   10.353     8.865  76396195 67636638   56.265    46.271  
 
   Target Compounds
26) L6  AR‐1254‐1       6.505     5.677  38910413 44559162  537.969   510.720  
27) L6  AR‐1254‐2       6.727     5.826  57357439 40179085  543.736   513.945  
28) L6  AR‐1254‐3       7.097     6.234  56779952 61132517  550.679   498.290  
29) L6  AR‐1254‐4       7.386     6.463  38578527 36386564  544.284   496.109  
30) L6  AR‐1254‐5       7.810     6.885  43409448 54191184  545.186   493.710  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.

PP061523.M Mon Jun 19 10:54:55 2023                                                      Page:  1

Instrument :
ECD_P
ClientSampleId :
AR1254CCC500

Instrument :
ECD_P
ClientSampleId :
AR1254CCC500



                                        Quantitation Report    (QT Reviewed)

  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP061623\
  Data File : PP058525.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Jun 2023  16:26
  Operator  : YP\AJ
  Sample    : AR1254CCC500
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 16 22:09:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP061523.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Jun 16 05:48:25 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.457 min
Delta R.T.:    0.000 min
  Response: 118593052
      Conc:  53.45 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.766 min
Delta R.T.:   ‐0.002 min
  Response:  77861557
      Conc:  48.98 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.353 min
Delta R.T.:   ‐0.001 min
  Response:  76396195
      Conc:  56.26 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.865 min
Delta R.T.:   ‐0.009 min
  Response:  67636638
      Conc:  46.27 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.505 min
Delta R.T.:    0.000 min
  Response:  38910413
      Conc: 537.97 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.677 min
Delta R.T.:   ‐0.004 min
  Response:  44559162
      Conc: 510.72 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.727 min
Delta R.T.:    0.000 min
  Response:  57357439
      Conc: 543.74 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.826 min
Delta R.T.:   ‐0.004 min
  Response:  40179085
      Conc: 513.94 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.097 min
Delta R.T.:    0.000 min
  Response:  56779952
      Conc: 550.68 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.234 min
Delta R.T.:   ‐0.004 min
  Response:  61132517
      Conc: 498.29 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.386 min
Delta R.T.:   ‐0.002 min
  Response:  38578527
      Conc: 544.28 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.463 min
Delta R.T.:   ‐0.004 min
  Response:  36386564
      Conc: 496.11 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.810 min
Delta R.T.:    0.000 min
  Response:  43409448
      Conc: 545.19 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.885 min
Delta R.T.:   ‐0.005 min
  Response:  54191184
      Conc: 493.71 ng/ml  
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