
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP073123\
  Data File : PP059103.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 31 Jul 2023  23:45
  Operator  : YP\AJ
  Sample    : AR1254ICC1000
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 01 04:23:05 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP073123.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 01 04:22:59 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.420     3.656   158.9E6  246.1E6   96.858    98.013  
 2) SA  Decachlor...   10.215     8.695  90571188  124.4E6   96.735    95.636  
 
   Target Compounds
26) L6  AR‐1254‐1       6.456     5.556  51617527 98765673  927.192   950.473  
27) L6  AR‐1254‐2       6.677     5.705  73719197 83383628  929.572   945.446  
28) L6  AR‐1254‐3       7.044     6.110  70486615  129.5E6  936.658   953.261  
29) L6  AR‐1254‐4       7.330     6.340  45550265 71708187  934.483   953.179  
30) L6  AR‐1254‐5       7.751     6.759  49615572  106.3E6  935.444   949.667  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.420 min
Delta R.T.:    0.000 min
  Response: 158915677
      Conc:  96.86 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.656 min
Delta R.T.:    0.000 min
  Response: 246053944
      Conc:  98.01 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.215 min
Delta R.T.:    0.000 min
  Response:  90571188
      Conc:  96.74 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.695 min
Delta R.T.:    0.000 min
  Response: 124385924
      Conc:  95.64 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.456 min
Delta R.T.:    0.000 min
  Response:  51617527
      Conc: 927.19 ng/ml  
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+

#26  AR‐1254‐1

      R.T.:    5.556 min
Delta R.T.:    0.000 min
  Response:  98765673
      Conc: 950.47 ng/ml  
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#27  AR‐1254‐2

      R.T.:    6.677 min
Delta R.T.:    0.000 min
  Response:  73719197
      Conc: 929.57 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.705 min
Delta R.T.:    0.000 min
  Response:  83383628
      Conc: 945.45 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.044 min
Delta R.T.:    0.000 min
  Response:  70486615
      Conc: 936.66 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.110 min
Delta R.T.:    0.000 min
  Response: 129458945
      Conc: 953.26 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.330 min
Delta R.T.:    0.000 min
  Response:  45550265
      Conc: 934.48 ng/ml  

7.20 7.25 7.30 7.35 7.40 7.45

0

2000000

4000000

6000000

Time

Response_ Signal: PP059103.D\ECD1A.ch

 7.329

+

#29  AR‐1254‐4

      R.T.:    6.340 min
Delta R.T.:    0.000 min
  Response:  71708187
      Conc: 953.18 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.751 min
Delta R.T.:    0.000 min
  Response:  49615572
      Conc: 935.44 ng/ml  
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+

#30  AR‐1254‐5

      R.T.:    6.759 min
Delta R.T.:    0.000 min
  Response: 106285299
      Conc: 949.67 ng/ml  
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