
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP073123\
  Data File : PP059118.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 01 Aug 2023  03:49
  Operator  : YP\AJ
  Sample    : AR1268ICV500
  Misc      :  
  ALS Vial  : 35   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 01 04:59:39 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP073123.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 01 04:59:29 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.420     3.654  87487447  133.0E6   50.244    50.965  
 2) SA  Decachlor...   10.215     8.693  83599062  117.9E6   50.136    49.490  
 
   Target Compounds
41) L9  AR‐1268‐1       8.688     7.584  71170328  115.3E6  495.027   493.613  
42) L9  AR‐1268‐2       8.783     7.649  63350399  104.1E6  494.077   495.285  
43) L9  AR‐1268‐3       9.016     7.856  57472252 92536975  498.379   494.790  
44) L9  AR‐1268‐4       9.445     8.145  22034960 34377899  506.150   502.677  
45) L9  AR‐1268‐5       9.868     8.437   159.8E6  246.8E6  502.577   504.712  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Operator  : YP\AJ
  Sample    : AR1268ICV500
  Misc      :  
  ALS Vial  : 35   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Aug 01 04:59:39 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP073123.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Aug 01 04:59:29 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.420 min
Delta R.T.:    0.000 min
  Response:  87487447
      Conc:  50.24 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.654 min
Delta R.T.:    0.000 min
  Response: 132977803
      Conc:  50.97 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.215 min
Delta R.T.:    0.000 min
  Response:  83599062
      Conc:  50.14 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.693 min
Delta R.T.:    0.000 min
  Response: 117914534
      Conc:  49.49 ng/ml  
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#41  AR‐1268‐1

      R.T.:    8.688 min
Delta R.T.:    0.000 min
  Response:  71170328
      Conc: 495.03 ng/ml  
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+

#41  AR‐1268‐1

      R.T.:    7.584 min
Delta R.T.:    0.000 min
  Response: 115274678
      Conc: 493.61 ng/ml  
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#42  AR‐1268‐2

      R.T.:    8.783 min
Delta R.T.:    0.000 min
  Response:  63350399
      Conc: 494.08 ng/ml  
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#42  AR‐1268‐2

      R.T.:    7.649 min
Delta R.T.:    0.000 min
  Response: 104078517
      Conc: 495.29 ng/ml  
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#43  AR‐1268‐3

      R.T.:    9.016 min
Delta R.T.:    0.001 min
  Response:  57472252
      Conc: 498.38 ng/ml  
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#43  AR‐1268‐3

      R.T.:    7.856 min
Delta R.T.:    0.000 min
  Response:  92536975
      Conc: 494.79 ng/ml  
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#44  AR‐1268‐4

      R.T.:    9.445 min
Delta R.T.:    0.000 min
  Response:  22034960
      Conc: 506.15 ng/ml  

9.25 9.30 9.35 9.40 9.45 9.50 9.55 9.60 9.65

0

1000000

2000000

3000000

Time

Response_ Signal: PP059118.D\ECD1A.ch

 9.444

+

#44  AR‐1268‐4

      R.T.:    8.145 min
Delta R.T.:    0.001 min
  Response:  34377899
      Conc: 502.68 ng/ml  
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#45  AR‐1268‐5

      R.T.:    9.868 min
Delta R.T.:    0.000 min
  Response: 159848447
      Conc: 502.58 ng/ml  
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#45  AR‐1268‐5

      R.T.:    8.437 min
Delta R.T.:    0.000 min
  Response: 246828176
      Conc: 504.71 ng/ml  
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