
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP092623\
  Data File : PP060267.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 26 Sep 2023  21:45
  Operator  : YP\AJ
  Sample    : AR1254ICC750
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Sep 27 04:16:03 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP092623.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Sep 27 04:14:54 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.532     3.684   166.1E6  117.8E6   73.483    73.618  
 2) SA  Decachlor...   10.454     8.749   128.1E6  122.7E6   70.586    72.202  
 
   Target Compounds
26) L6  AR‐1254‐1       6.586     5.594  60311127 72087227  705.780   722.241  
27) L6  AR‐1254‐2       6.807     5.742  90382449 62350639  711.421   717.719  
28) L6  AR‐1254‐3       7.177     6.149  95055101  105.8E6  716.119   726.584  
29) L6  AR‐1254‐4       7.465     6.378  70523514 64570527  713.618   723.985  
30) L6  AR‐1254‐5       7.888     6.799  77633180 93949182  715.600   729.025  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.532 min
Delta R.T.:    0.000 min
  Response: 166107156
      Conc:  73.48 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.684 min
Delta R.T.:    0.000 min
  Response: 117793468
      Conc:  73.62 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.454 min
Delta R.T.:    0.000 min
  Response: 128067414
      Conc:  70.59 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.749 min
Delta R.T.:    0.000 min
  Response: 122719408
      Conc:  72.20 ng/ml  
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#26  AR‐1254‐1

      R.T.:    6.586 min
Delta R.T.:    0.000 min
  Response:  60311127
      Conc: 705.78 ng/ml  
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#26  AR‐1254‐1

      R.T.:    5.594 min
Delta R.T.:    0.000 min
  Response:  72087227
      Conc: 722.24 ng/ml  
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+

#27  AR‐1254‐2

      R.T.:    6.807 min
Delta R.T.:    0.000 min
  Response:  90382449
      Conc: 711.42 ng/ml  
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#27  AR‐1254‐2

      R.T.:    5.742 min
Delta R.T.:    0.000 min
  Response:  62350639
      Conc: 717.72 ng/ml  
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#28  AR‐1254‐3

      R.T.:    7.177 min
Delta R.T.:    0.000 min
  Response:  95055101
      Conc: 716.12 ng/ml  
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#28  AR‐1254‐3

      R.T.:    6.149 min
Delta R.T.:    0.000 min
  Response: 105769431
      Conc: 726.58 ng/ml  
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#29  AR‐1254‐4

      R.T.:    7.465 min
Delta R.T.:    0.000 min
  Response:  70523514
      Conc: 713.62 ng/ml  
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#29  AR‐1254‐4

      R.T.:    6.378 min
Delta R.T.:    0.000 min
  Response:  64570527
      Conc: 723.98 ng/ml  
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#30  AR‐1254‐5

      R.T.:    7.888 min
Delta R.T.:    0.000 min
  Response:  77633180
      Conc: 715.60 ng/ml  
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#30  AR‐1254‐5

      R.T.:    6.799 min
Delta R.T.:    0.000 min
  Response:  93949182
      Conc: 729.03 ng/ml  
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