
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP102822\
  Data File : PP052817.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 28 Oct 2022  15:07
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Oct 28 16:38:35 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP102622.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Thu Oct 27 04:46:37 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.407     3.651   101.8E6 94316072   46.082    50.189  
 2) SA  Decachlor...   10.216     8.738  65545627 84453962   51.639    50.357  
 
   Target Compounds
21) L5  AR‐1248‐1       5.581     4.752  18866559 19267392  464.502   481.393  
22) L5  AR‐1248‐2       5.856     4.992  27166122 26386940  456.426   466.027  
23) L5  AR‐1248‐3       6.062     5.035  29541817 27276786  455.058   464.585  
24) L5  AR‐1248‐4       6.467     5.210  30203365 32487997  468.965   466.561  
25) L5  AR‐1248‐5       6.506     5.608  29571510 28306837  466.809   446.194  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.407 min
Delta R.T.:   ‐0.003 min
  Response: 101827270
      Conc:  46.08 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.651 min
Delta R.T.:   ‐0.003 min
  Response:  94316072
      Conc:  50.19 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:   10.216 min
Delta R.T.:   ‐0.007 min
  Response:  65545627
      Conc:  51.64 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.738 min
Delta R.T.:   ‐0.004 min
  Response:  84453962
      Conc:  50.36 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.581 min
Delta R.T.:   ‐0.006 min
  Response:  18866559
      Conc: 464.50 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.752 min
Delta R.T.:   ‐0.005 min
  Response:  19267392
      Conc: 481.39 ng/ml  
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#22  AR‐1248‐2

      R.T.:    5.856 min
Delta R.T.:   ‐0.006 min
  Response:  27166122
      Conc: 456.43 ng/ml  
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#22  AR‐1248‐2

      R.T.:    4.992 min
Delta R.T.:   ‐0.005 min
  Response:  26386940
      Conc: 466.03 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.062 min
Delta R.T.:   ‐0.006 min
  Response:  29541817
      Conc: 455.06 ng/ml  
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#23  AR‐1248‐3

      R.T.:    5.035 min
Delta R.T.:   ‐0.004 min
  Response:  27276786
      Conc: 464.58 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.467 min
Delta R.T.:   ‐0.006 min
  Response:  30203365
      Conc: 468.96 ng/ml  
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#24  AR‐1248‐4

      R.T.:    5.210 min
Delta R.T.:   ‐0.005 min
  Response:  32487997
      Conc: 466.56 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.506 min
Delta R.T.:   ‐0.006 min
  Response:  29571510
      Conc: 466.81 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.608 min
Delta R.T.:   ‐0.005 min
  Response:  28306837
      Conc: 446.19 ng/ml  
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