
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_P\Data\PP111022\
  Data File : PP053250.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 10 Nov 2022  18:32
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 10 21:17:20 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_P\methods\PP110822.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Nov 09 05:50:05 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    4.402     3.648  97876915 85584872   50.916    56.895  
 2) SA  Decachlor...   10.204     8.727  69365659 88885944   51.156    47.422  
 
   Target Compounds
21) L5  AR‐1248‐1       5.575     4.747  18198002 17961789  487.917   523.880  
22) L5  AR‐1248‐2       5.851     4.987  26384823 24613324  482.243   512.539  
23) L5  AR‐1248‐3       6.056     5.029  28747922 25509696  482.439   514.802  
24) L5  AR‐1248‐4       6.461     5.204  29323729 30676976  475.294   519.431  
25) L5  AR‐1248‐5       6.500     5.602  28792519 28412897  477.314   516.466  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
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#1  Tetrachloro‐m‐xylene

      R.T.:    4.402 min
Delta R.T.:    0.000 min
  Response:  97876915
      Conc:  50.92 ng/ml  

4.10 4.20 4.30 4.40 4.50 4.60 4.70 4.80

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PP053250.D\ECD1A.ch

 4.402

+

#1  Tetrachloro‐m‐xylene

      R.T.:    3.648 min
Delta R.T.:   ‐0.001 min
  Response:  85584872
      Conc:  56.90 ng/ml  

3.40 3.60 3.80 4.00

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PP053250.D\ECD2B.ch

 3.647

+

#2  Decachlorobiphenyl

      R.T.:   10.204 min
Delta R.T.:    0.002 min
  Response:  69365659
      Conc:  51.16 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.727 min
Delta R.T.:   ‐0.002 min
  Response:  88885944
      Conc:  47.42 ng/ml  
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#21  AR‐1248‐1

      R.T.:    5.575 min
Delta R.T.:    0.001 min
  Response:  18198002
      Conc: 487.92 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    4.747 min
Delta R.T.:    0.001 min
  Response:  17961789
      Conc: 523.88 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    5.851 min
Delta R.T.:    0.002 min
  Response:  26384823
      Conc: 482.24 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.987 min
Delta R.T.:    0.000 min
  Response:  24613324
      Conc: 512.54 ng/ml  
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#23  AR‐1248‐3

      R.T.:    6.056 min
Delta R.T.:    0.002 min
  Response:  28747922
      Conc: 482.44 ng/ml  
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+

#23  AR‐1248‐3

      R.T.:    5.029 min
Delta R.T.:    0.000 min
  Response:  25509696
      Conc: 514.80 ng/ml  
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#24  AR‐1248‐4

      R.T.:    6.461 min
Delta R.T.:    0.002 min
  Response:  29323729
      Conc: 475.29 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    5.204 min
Delta R.T.:    0.000 min
  Response:  30676976
      Conc: 519.43 ng/ml  
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#25  AR‐1248‐5

      R.T.:    6.500 min
Delta R.T.:    0.002 min
  Response:  28792519
      Conc: 477.31 ng/ml  
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+

#25  AR‐1248‐5

      R.T.:    5.602 min
Delta R.T.:    0.000 min
  Response:  28412897
      Conc: 516.47 ng/ml  
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