
                                        Response Factor Report ECD_Q
 
  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\
  Method File : PQ012220.M                                          
  Title     : GC EXTRACTABLES
  Last Update  : Thu Jan 23 06:26:10 2020
  Response Via : Initial Calibration
 
  Calibration Files
  500    =PQ046206.D   1000   =PQ046204.D   750    =PQ046205.D
  250    =PQ046207.D   50     =PQ046208.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  6.181 5.123 5.302 4.453 5.114 5.234 E6 11.85 
  2) SA  Decachlorobiphenyl    1.324 1.183 1.224 1.247 1.415 1.279 E7  7.20 
  3) L1  AR-1016-1             2.315 1.899 2.002 1.820 2.243 2.056 E5 10.47 
  4) L1  AR-1016-2             3.660 3.040 3.188 2.888 3.567 3.269 E5 10.20 
  5) L1  AR-1016-3             2.311 1.917 2.021 1.853 2.174 2.055 E5  9.14 
  6) L1  AR-1016-4             1.897 1.580 1.660 1.511 1.747 1.679 E5  8.97 
  7) L1  AR-1016-5             1.959 1.629 1.715 1.578 2.015 1.779 E5 11.07 
  8) L2  AR-1221-1             6.728                         6.728 E4  0.00 
  9) L2  AR-1221-2             5.089                         5.089 E4  0.00 
 10) L2  AR-1221-3             1.574                         1.574 E5  0.00 
 11) L3  AR-1232-1             1.105                         1.105 E5  0.00 
 12) L3  AR-1232-2             6.524                         6.524 E4  0.00 
 13) L3  AR-1232-3             1.283                         1.283 E5  0.00 
 14) L3  AR-1232-4             6.683                         6.683 E4  0.00 
 15) L3  AR-1232-5             5.528                         5.528 E4  0.00 
 16) L4  AR-1242-1             1.255                         1.255 E5  0.00 
 17) L4  AR-1242-2             2.028                         2.028 E5  0.00 
 18) L4  AR-1242-3             1.302                         1.302 E5  0.00 
 19) L4  AR-1242-4             1.063                         1.063 E5  0.00 
 20) L4  AR-1242-5             1.322                         1.322 E5  0.00 
 21) L5  AR-1248-1             1.256                         1.256 E5  0.00 
 22) L5  AR-1248-2             1.975                         1.975 E5  0.00 
 23) L5  AR-1248-3             2.222                         2.222 E5  0.00 
 24) L5  AR-1248-4             2.609                         2.609 E5  0.00 
 25) L5  AR-1248-5             2.688                         2.688 E5  0.00 
 26) L6  AR-1254-1             2.539                         2.539 E5  0.00 
 27) L6  AR-1254-2             3.933                         3.933 E5  0.00 
 28) L6  AR-1254-3             4.480                         4.480 E5  0.00 
 29) L6  AR-1254-4             3.317                         3.317 E5  0.00 
 30) L6  AR-1254-5             3.960                         3.960 E5  0.00 
 31) L7  AR-1260-1             4.097 3.706 3.835 3.406 4.207 3.850 E5  8.28 
 32) L7  AR-1260-2             4.999 4.367 4.564 4.281 5.216 4.685 E5  8.67 
 33) L7  AR-1260-3             4.380 3.904 4.068 3.731 4.478 4.112 E5  7.65 
 34) L7  AR-1260-4             5.141 4.658 4.823 4.342 5.061 4.805 E5  6.71 
 35) L7  AR-1260-5             1.034 0.929 0.971 0.887 0.972 0.959 E6  5.70 
 36) L8  AR-1262-1             5.330                         5.330 E5  0.00 
 37) L8  AR-1262-2             1.025                         1.025 E6  0.00 
 38) L8  AR-1262-3             7.362                         7.362 E5  0.00 
 39) L8  AR-1262-4             6.225                         6.225 E5  0.00 
 40) L8  AR-1262-5             4.362                         4.362 E5  0.00 
 41) L9  AR-1268-1             1.359                         1.359 E6  0.00 
 42) L9  AR-1268-2             1.461                         1.461 E6  0.00 
 43) L9  AR-1268-3             1.170                         1.170 E6  0.00 
 44) L9  AR-1268-4             4.885                         4.885 E5  0.00 
 45) L9  AR-1268-5             4.306                         4.306 E6  0.00 
 
Signal #2  Calibration Files
  500    =PQ046206.D   1000   =PQ046204.D   750    =PQ046205.D
  250    =PQ046207.D   50     =PQ046208.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  1) SA  Tetrachloro-m-xylene  2.600 2.198 2.252 1.777 1.728 2.111 E6 17.15 
  2) SA  Decachlorobiphenyl    5.237 4.884 4.952 4.722 5.250 5.009 E6  4.59 
  3) L1  AR-1016-1             9.910 8.291 8.597 7.411 8.825 8.607 E4 10.52 
  4) L1  AR-1016-2             1.530 1.311 1.364 1.155 1.294 1.331 E5 10.21 
  5) L1  AR-1016-3             7.769 6.642 6.883 5.831 6.349 6.695 E4 10.72 
  6) L1  AR-1016-4             6.483 5.589 5.952 4.925 4.757 5.541 E4 12.93 
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                                        Response Factor Report ECD_Q
 
  Method Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\
  Method File : PQ012220.M                                          
  Title     : GC EXTRACTABLES
  Last Update  : Thu Jan 23 06:26:10 2020
  Response Via : Initial Calibration
 
  Calibration Files
  500    =PQ046206.D   1000   =PQ046204.D   750    =PQ046205.D
  250    =PQ046207.D   50     =PQ046208.D
 
         Compound              500   1000  750   250   50    Avg       %RSD
  --------------------------------------------------------------------------
  7) L1  AR-1016-5             9.105 7.710 8.114 7.233 8.047 8.042 E4  8.57 
  8) L2  AR-1221-1             2.525                         2.525 E4  0.00 
  9) L2  AR-1221-2             1.920                         1.920 E4  0.00 
 10) L2  AR-1221-3             6.555                         6.555 E4  0.00 
 11) L3  AR-1232-1             4.306                         4.306 E4  0.00 
 12) L3  AR-1232-2             5.436                         5.436 E4  0.00 
 13) L3  AR-1232-3             2.519                         2.519 E4  0.00 
 14) L3  AR-1232-4             2.477                         2.477 E4  0.00 
 15) L3  AR-1232-5             2.888                         2.888 E4  0.00 
 16) L4  AR-1242-1             5.135                         5.135 E4  0.00 
 17) L4  AR-1242-2             8.043                         8.043 E4  0.00 
 18) L4  AR-1242-3             4.134                         4.134 E4  0.00 
 19) L4  AR-1242-4             4.528                         4.528 E4  0.00 
 20) L4  AR-1242-5             5.668                         5.668 E4  0.00 
 21) L5  AR-1248-1             5.034                         5.034 E4  0.00 
 22) L5  AR-1248-2             7.829                         7.829 E4  0.00 
 23) L5  AR-1248-3             8.182                         8.182 E4  0.00 
 24) L5  AR-1248-4             1.050                         1.050 E5  0.00 
 25) L5  AR-1248-5             1.038                         1.038 E5  0.00 
 26) L6  AR-1254-1             1.501                         1.501 E5  0.00 
 27) L6  AR-1254-2             1.356                         1.356 E5  0.00 
 28) L6  AR-1254-3             2.404                         2.404 E5  0.00 
 29) L6  AR-1254-4             1.464                         1.464 E5  0.00 
 30) L6  AR-1254-5             2.335                         2.335 E5  0.00 
 31) L7  AR-1260-1             2.010 1.763 1.844 1.612 1.863 1.818 E5  8.02 
 32) L7  AR-1260-2             2.353 2.039 2.073 1.757 2.321 2.108 E5 11.48 
 33) L7  AR-1260-3             2.344 2.087 2.165 1.916 2.107 2.124 E5  7.25 
 34) L7  AR-1260-4             2.137 1.902 1.973 1.908 1.886 1.961 E5  5.28 
 35) L7  AR-1260-5             5.478 5.008 5.076 4.444 4.770 4.955 E5  7.73 
 36) L8  AR-1262-1             1.282                         1.282 E5  0.00 
 37) L8  AR-1262-2             5.297                         5.297 E5  0.00 
 38) L8  AR-1262-3             2.080                         2.080 E5  0.00 
 39) L8  AR-1262-4             4.130                         4.130 E5  0.00 
 40) L8  AR-1262-5             1.922                         1.922 E5  0.00 
 41) L9  AR-1268-1             6.524                         6.524 E5  0.00 
 42) L9  AR-1268-2             6.277                         6.277 E5  0.00 
 43) L9  AR-1268-3             5.105                         5.105 E5  0.00 
 44) L9  AR-1268-4             2.246                         2.246 E5  0.00 
 45) L9  AR-1268-5             1.852                         1.852 E6  0.00 
 --------------------------------------------------------------------------
 (#) = Out of Range
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