
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Data\PQ041223\
  Data File : PQ060938.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 12 Apr 2023  14:58
  Operator  : YP\AJ
  Sample    : AR1232ICC800
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Apr 12 15:39:51 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\PQ041223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Apr 12 15:36:23 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.406     2.763   338.5E6  152.7E6   37.024    38.587  
 2) SA  Decachlor...    8.587     7.542   448.3E6  340.1E6   73.514    75.377  
 
   Target Compounds
11) L3  AR‐1232‐1       3.754     3.110   144.8E6 70415139  712.736   732.274  
12) L3  AR‐1232‐2       4.248     3.782  76244296 71752523  714.202   743.930  
13) L3  AR‐1232‐3       4.526     3.942   149.6E6 36942418  730.720   757.513  
14) L3  AR‐1232‐4       4.675     4.029  77612291 31588066  730.960   748.386  
15) L3  AR‐1232‐5       4.772     4.187  54413369 37141164  732.844   750.942  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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