
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Data\PQ041223\
  Data File : PQ060950.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 12 Apr 2023  17:54
  Operator  : YP\AJ
  Sample    : AR1254ICC100
  Misc      :  
  ALS Vial  : 28   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Apr 12 19:03:22 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\PQ041223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Apr 12 19:02:48 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.406     2.763  47382253 22119885    5.397     5.300  
 2) SA  Decachlor...    8.588     7.542  69243136 49692506   11.381    10.909  
 
   Target Compounds
26) L6  AR‐1254‐1       5.328     4.524  39310090 26013596  115.807   108.947  
27) L6  AR‐1254‐2       5.545     4.671  58301811 23010765  114.464   110.215  
28) L6  AR‐1254‐3       5.900     5.053  62499548 34236714  113.705   107.505  
29) L6  AR‐1254‐4       6.184     5.279  46194101 22726166  113.064   106.025  
30) L6  AR‐1254‐5       6.597     5.685  51271517 32994087  113.403   107.111  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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