
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Data\PQ061523\
  Data File : PQ061445.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 15 Jun 2023  13:51
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 15 20:50:14 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\PQ060923.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Fri Jun 09 18:19:31 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.405     2.760   231.4E6  130.3E6   51.485    48.786  
 2) SA  Decachlor...    8.586     7.534   171.3E6  158.6E6   50.843    47.259  
 
   Target Compounds
21) L5  AR‐1248‐1       4.506     3.763  49025386 32088066  544.098   515.591  
22) L5  AR‐1248‐2       4.772     3.988  65571350 47127132  515.801   487.575  
23) L5  AR‐1248‐3       4.961     4.024  79836587 45230620  518.283   494.793  
24) L5  AR‐1248‐4       5.355     4.182  90114736 56615896  530.870   500.003  
25) L5  AR‐1248‐5       5.390     4.557  85142736 57407827  519.705   521.246  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.405 min
Delta R.T.:    0.000 min
  Response: 231425885
      Conc:  51.48 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    2.760 min
Delta R.T.:   ‐0.001 min
  Response: 130274995
      Conc:  48.79 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:    8.586 min
Delta R.T.:    0.000 min
  Response: 171273919
      Conc:  50.84 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    7.534 min
Delta R.T.:    0.000 min
  Response: 158626728
      Conc:  47.26 ng/ml  
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#21  AR‐1248‐1

      R.T.:    4.506 min
Delta R.T.:    0.000 min
  Response:  49025386
      Conc: 544.10 ng/ml  
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+

#21  AR‐1248‐1

      R.T.:    3.763 min
Delta R.T.:    0.000 min
  Response:  32088066
      Conc: 515.59 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    4.772 min
Delta R.T.:    0.000 min
  Response:  65571350
      Conc: 515.80 ng/ml  
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+

#22  AR‐1248‐2

      R.T.:    3.988 min
Delta R.T.:    0.000 min
  Response:  47127132
      Conc: 487.57 ng/ml  

3.90 3.95 4.00 4.05 4.10

0

2000000

4000000

6000000

8000000

   1e+07

Time

Response_ Signal: PQ061445.D\ECD2B.ch

 3.988

+

PQ061445.D  PQ060923.M      Fri Jun 16 12:09:49 2023       Page 4

Instrument :
ECD_Q
ClientSampleId :
AR1248CCC500



#23  AR‐1248‐3

      R.T.:    4.961 min
Delta R.T.:    0.000 min
  Response:  79836587
      Conc: 518.28 ng/ml  
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#23  AR‐1248‐3

      R.T.:    4.024 min
Delta R.T.:    0.000 min
  Response:  45230620
      Conc: 494.79 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    5.355 min
Delta R.T.:    0.000 min
  Response:  90114736
      Conc: 530.87 ng/ml  
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+

#24  AR‐1248‐4

      R.T.:    4.182 min
Delta R.T.:    0.000 min
  Response:  56615896
      Conc: 500.00 ng/ml  
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#25  AR‐1248‐5

      R.T.:    5.390 min
Delta R.T.:    0.000 min
  Response:  85142736
      Conc: 519.71 ng/ml  
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#25  AR‐1248‐5

      R.T.:    4.557 min
Delta R.T.:    0.000 min
  Response:  57407827
      Conc: 521.25 ng/ml  
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