
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Data\PQ110823\
  Data File : PQ063768.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 08 Nov 2023  19:37
  Operator  : YP\AJ
  Sample    : AR1268ICV500
  Misc      :  
  ALS Vial  : 35   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 08 22:08:41 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_Q\Method\PQ110823.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Nov 08 18:43:53 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.460     2.778   225.2E6  204.3E6   52.822    55.551  
 2) SA  Decachlor...    8.693     7.576   278.3E6  422.5E6   86.187    90.176  
 
   Target Compounds
41) L9  AR‐1268‐1       7.568     6.533   250.2E6  291.7E6  505.873   508.422  
42) L9  AR‐1268‐2       7.647     6.596   227.8E6  264.7E6  508.629   509.984  
43) L9  AR‐1268‐3       7.829     6.797   196.7E6  236.0E6  504.311   509.042  
44) L9  AR‐1268‐4       8.154     7.089  79814671  100.4E6  510.541   514.237  
45) L9  AR‐1268‐5       8.453     7.358   571.3E6  772.5E6  506.639   504.780  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.460 min
Delta R.T.:    0.000 min
  Response: 225153459
      Conc:  52.82 ng/ml  
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+

#1  Tetrachloro‐m‐xylene

      R.T.:    2.778 min
Delta R.T.:    0.000 min
  Response: 204299260
      Conc:  55.55 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:    8.693 min
Delta R.T.:    0.000 min
  Response: 278267562
      Conc:  86.19 ng/ml  
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+

#2  Decachlorobiphenyl

      R.T.:    7.576 min
Delta R.T.:    0.000 min
  Response: 422513704
      Conc:  90.18 ng/ml  
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#41  AR‐1268‐1

      R.T.:    7.568 min
Delta R.T.:    0.002 min
  Response: 250158486
      Conc: 505.87 ng/ml  
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+

#41  AR‐1268‐1

      R.T.:    6.533 min
Delta R.T.:    0.000 min
  Response: 291717658
      Conc: 508.42 ng/ml  
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+

#42  AR‐1268‐2

      R.T.:    7.647 min
Delta R.T.:    0.000 min
  Response: 227774412
      Conc: 508.63 ng/ml  
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+

#42  AR‐1268‐2

      R.T.:    6.596 min
Delta R.T.:    0.000 min
  Response: 264740904
      Conc: 509.98 ng/ml  
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#43  AR‐1268‐3

      R.T.:    7.829 min
Delta R.T.:    0.001 min
  Response: 196747395
      Conc: 504.31 ng/ml  
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+

#43  AR‐1268‐3

      R.T.:    6.797 min
Delta R.T.:    0.000 min
  Response: 236028021
      Conc: 509.04 ng/ml  
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#44  AR‐1268‐4

      R.T.:    8.154 min
Delta R.T.:    0.000 min
  Response:  79814671
      Conc: 510.54 ng/ml  
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+

#44  AR‐1268‐4

      R.T.:    7.089 min
Delta R.T.:    0.000 min
  Response: 100443280
      Conc: 514.24 ng/ml  
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#45  AR‐1268‐5

      R.T.:    8.453 min
Delta R.T.:    0.000 min
  Response: 571259466
      Conc: 506.64 ng/ml  
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+

#45  AR‐1268‐5

      R.T.:    7.358 min
Delta R.T.:    0.000 min
  Response: 772543774
      Conc: 504.78 ng/ml  
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