
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR042123\
  Data File : PR060898.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 21 Apr 2023  09:56
  Operator  : AJ\MA
  Sample    : AR1254CCC400
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Apr 21 21:41:59 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR040323CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Tue Apr 04 04:06:01 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.687     2.899  67252991 83089737   19.718    17.921  
 2) SA  Decachlor...    9.656     8.124   110.3E6  162.3E6   38.143    36.829  
 
   Target Compounds
26) L6  AR‐1254‐1       5.838     4.836  48274710 88853279  408.424   351.716  
27) L6  AR‐1254‐2       6.077     4.995  74340852 77624328  392.115   353.836  
28) L6  AR‐1254‐3       6.471     5.413  77863359  127.7E6  384.407   349.778  
29) L6  AR‐1254‐4       6.785     5.659  56451759 74601003  370.660   325.035  
30) L6  AR‐1254‐5       7.243     6.102  62117892  115.3E6  379.878   347.672  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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