
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061186.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  10:09
  Operator  : YP\AJ
  Sample    : PB152527BS
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:34:12 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.684     2.897  80460411  107.6E6   22.083    22.444  
 2) SA  Decachlor...    9.656     8.120   125.8E6  212.5E6   46.479    47.904  
 
   Target Compounds
 3) L1  AR‐1016‐1       4.918     4.004  12504305 15132246  104.386    93.126  
 4) L1  AR‐1016‐2       4.941     4.022  17280672 20918702  102.391    90.885  
 5) L1  AR‐1016‐3       5.005     4.199  11514886 10921313  107.588    91.165  
 6) L1  AR‐1016‐4       5.109     4.250   9203236  8956428  105.583    97.561  
 7) L1  AR‐1016‐5       5.427     4.466   8543404 11272882  100.626    92.687  
 8) L2  AR‐1221‐1       3.901     3.118   1324272  1395321   29.971    26.818  
 9) L2  AR‐1221‐2       3.998     3.202   2359940  2952752   77.057    79.302  
10) L2  AR‐1221‐3       4.076     3.280   6664524  7685127   67.673    61.503  
11) L3  AR‐1232‐1       4.076     3.280   6664524  7685127   80.340    73.249  
12) L3  AR‐1232‐2       4.631     4.022   9002134 20918702  225.890   206.959  
13) L3  AR‐1232‐3       4.941     4.199  17280672 10921313  224.052   211.199  
14) L3  AR‐1232‐4       5.109     4.291   9203236 10598515  229.017   236.017  
15) L3  AR‐1232‐5       5.214     4.466   7444693 11272882  254.291   221.726  
16) L4  AR‐1242‐1       4.918     4.004  12504305 15132246  123.655   112.105  
17) L4  AR‐1242‐2       4.941     4.022  17280672 20918702  124.517   109.762  
18) L4  AR‐1242‐3       5.005     4.199  11514886 10921313  129.479   109.264  
19) L4  AR‐1242‐4       5.109     4.291   9203236 10598515  127.497   112.547  
20) L4  AR‐1242‐5       5.905     4.833   1206383  9302949   15.710    74.830 #
21) L5  AR‐1248‐1       4.918     4.004  12504305 15132246  167.208   150.224  
22) L5  AR‐1248‐2       5.214     4.250   7444693  8956428   75.051    64.481  
23) L5  AR‐1248‐3       5.427     4.291   8543404 10598515   73.365    75.299  
24) L5  AR‐1248‐4       5.864     4.466   1217905 11272882    9.248    65.294 #
25) L5  AR‐1248‐5       5.905     4.875   1206383  1562689    9.409     8.830  
26) L6  AR‐1254‐1       5.835     4.833   7072951  9302949   55.769    35.385 #
27) L6  AR‐1254‐2       6.074     4.991   7427192  8959185   37.329    39.451  
28) L6  AR‐1254‐3       6.469     5.429   4647126 16656215   21.757    44.030 #
29) L6  AR‐1254‐4       6.782     5.655   3266955  2167982   20.122     8.972 #
30) L6  AR‐1254‐5       7.240     6.098  24361120 34793065  141.256   100.907 #
31) L7  AR‐1260‐1       6.651     5.550  17332126 24505188  103.844    93.873  
32) L7  AR‐1260‐2       6.935     5.755  20822317 29945630  103.842    92.445  
33) L7  AR‐1260‐3       7.327     5.911  12892816 27258167   87.912    90.961  
34) L7  AR‐1260‐4       7.572     6.415  16288300 20413977   96.114    80.588  
35) L7  AR‐1260‐5       7.912     6.681  29903708 47316566   91.253    75.953  
36) L8  AR‐1262‐1       7.327     6.142  12892816 21172668   62.280    59.431  
37) L8  AR‐1262‐2       7.912     6.415  29903708 20413977   81.396    62.907  
38) L8  AR‐1262‐3       8.231     6.983  19884584  9718020   79.983    38.185 #
39) L8  AR‐1262‐4       8.311     7.049   4674438 36151419   24.974    72.779 #
40) L8  AR‐1262‐5       8.946     7.588   7459103 11337569   58.420    49.663  
41) L9  AR‐1268‐1       8.231     6.983  19884584  9718020   59.186    15.923 #
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                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061186.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  10:09
  Operator  : YP\AJ
  Sample    : PB152527BS
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:34:12 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
42) L9  AR‐1268‐2       8.311     7.049   4674438 36151419   15.400    65.526 #
43) L9  AR‐1268‐3       8.532     7.271    823929  1322786    3.222     2.845  
44) L9  AR‐1268‐4       8.946     7.588   7459103 11337569   65.784    57.307  
45) L9  AR‐1268‐5       9.338     7.882   3113445  4730406    3.994     3.122  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061186.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  10:09
  Operator  : YP\AJ
  Sample    : PB152527BS
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:34:12 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
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Response_ Signal: PR061186.D\ECD1A.ch

 3
.6

84

 3
.9

00
 3

.9
99  4
.0

76

 4
.6

30  4
.9

18
 4

.9
40

 5
.0

05
 5

.1
09

 5
.2

13

 5
.4

26

 5
.8

35
 5

.8
64

 5
.9

05  6
.0

74

 6
.4

68
 6

.6
50

 6
.7

82
 6

.9
35

 7
.2

40
 7

.3
27

 7
.5

72

 7
.9

12

 8
.2

31
 8

.3
11

 8
.5

31  8
.9

45

 9
.3

39

 9
.6

56
D

ec
ac

hl
or

o

A
R

-1
26

8-
5

A
R

-1
26

2-
5

A
R

-1
26

8-
4

A
R

-1
26

8-
3

A
R

-1
26

2-
4

A
R

-1
26

8-
2

A
R

-1
26

2-
3

A
R

-1
26

8-
1

A
R

-1
26

0-
5

A
R

-1
26

2-
2

A
R

-1
26

0-
4

A
R

-1
26

0-
3

A
R

-1
26

2-
1

A
R

-1
25

4-
5

A
R

-1
26

0-
2

A
R

-1
25

4-
4

A
R

-1
26

0-
1

A
R

-1
25

4-
3

A
R

-1
25

4-
2

A
R

-1
24

2-
5

A
R

-1
24

8-
5

A
R

-1
24

8-
4

A
R

-1
25

4-
1

A
R

-1
01

6-
5

A
R

-1
24

8-
3

A
R

-1
23

2-
5

A
R

-1
24

8-
2

A
R

-1
01

6-
4

A
R

-1
23

2-
4

A
R

-1
24

2-
4

A
R

-1
01

6-
3

A
R

-1
24

2-
3

A
R

-1
01

6-
2

A
R

-1
23

2-
3

A
R

-1
24

2-
2

A
R

-1
01

6-
1

A
R

-1
24

2-
1

A
R

-1
24

8-
1

A
R

-1
23

2-
2

A
R

-1
22

1-
3

A
R

-1
23

2-
1

A
R

-1
22

1-
2

A
R

-1
22

1-
1

T
et

ra
ch

lo
r

1.00 2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00

0

5000000

   1e+07

 1.5e+07

   2e+07

Time

Response_ Signal: PR061186.D\ECD2B.ch
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