
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061204.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  15:32
  Operator  : YP\AJ
  Sample    : O2479‐22MSD
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:40:22 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.686     2.898  72116559 93680606   19.793    19.540  
 2) SA  Decachlor...    9.656     8.122  78709276  121.7E6   29.092    27.429  
 
   Target Compounds
 3) L1  AR‐1016‐1       4.920     4.005   364.8E6  588.6E6 3045.000  3622.124  
 4) L1  AR‐1016‐2       4.942     4.023   578.2E6  950.3E6 3425.683  4128.545  
 5) L1  AR‐1016‐3       5.007     4.200   168.9E6  418.7E6 1578.367  3495.085 #
 6) L1  AR‐1016‐4       5.110     4.251   257.3E6  517.2E6 2952.035  5633.278 #
 7) L1  AR‐1016‐5       5.429     4.466   331.1E6  580.8E6 3899.528  4775.203  
 8) L2  AR‐1221‐1       3.904     3.119  13320486 15320617  301.467   294.465  
 9) L2  AR‐1221‐2       3.998     3.206  15018647 20257815  490.387   544.066  
10) L2  AR‐1221‐3       4.077     3.281  74032366 99224963  751.746   794.089  
11) L3  AR‐1232‐1       4.077     3.281  74032366 99224963  892.446   945.739  
12) L3  AR‐1232‐2       4.632     4.023   193.0E6  950.3E6 4843.084  9401.320 #
13) L3  AR‐1232‐3       4.942     4.200   578.2E6  418.7E6 7496.072  8096.940  
14) L3  AR‐1232‐4       5.110     4.292   257.3E6  463.2E6 6403.151  10315.640 #
15) L3  AR‐1232‐5       5.214     4.466   306.1E6  580.8E6 10456.385  11423.198  
16) L4  AR‐1242‐1       4.920     4.005   364.8E6  588.6E6 3607.111  4360.276  
17) L4  AR‐1242‐2       4.942     4.023   578.2E6  950.3E6 4165.957  4986.023  
18) L4  AR‐1242‐3       5.007     4.200   168.9E6  418.7E6 1899.513  4188.957 #
19) L4  AR‐1242‐4       5.110     4.292   257.3E6  463.2E6 3564.727  4919.085 #
20) L4  AR‐1242‐5       5.907     4.834   298.5E6 1117.2E6 3887.291  8986.818 #
21) L5  AR‐1248‐1       4.920     4.005   364.8E6  588.6E6 4877.583  5842.910  
22) L5  AR‐1248‐2       5.214     4.251   306.1E6  517.2E6 3086.089  3723.199  
23) L5  AR‐1248‐3       5.429     4.292   331.1E6  463.2E6 2843.104  3291.104  
24) L5  AR‐1248‐4       5.866     4.466   311.3E6  580.8E6 2363.966  3363.917 #
25) L5  AR‐1248‐5       5.907     4.876   298.5E6  427.7E6 2328.217  2416.645  
26) L6  AR‐1254‐1       5.837     4.834   443.2E6 1117.2E6 3494.904  4249.570  
27) L6  AR‐1254‐2       6.076     4.993   614.5E6  666.4E6 3088.436  2934.527  
28) L6  AR‐1254‐3       6.471     5.411   614.8E6 1307.9E6 2878.232  3457.369  
29) L6  AR‐1254‐4       6.785     5.657   390.2E6  635.8E6 2403.270  2631.404  
30) L6  AR‐1254‐5       7.243     6.101   636.5E6 1475.8E6 3690.446  4280.023  
31) L7  AR‐1260‐1       6.652     5.552   349.2E6  791.2E6 2092.258  3030.713 #
32) L7  AR‐1260‐2       6.937     5.756   496.7E6  675.0E6 2476.966  2083.798  
33) L7  AR‐1260‐3       7.328     5.911   174.2E6  653.9E6 1187.556  2181.964 #
34) L7  AR‐1260‐4       7.573     6.416   175.3E6  268.7E6 1034.279  1060.562  
35) L7  AR‐1260‐5       7.913     6.683   342.0E6  653.8E6 1043.572  1049.456  
36) L8  AR‐1262‐1       7.328     6.144   174.2E6  281.8E6  841.307   791.032  
37) L8  AR‐1262‐2       7.913     6.416   342.0E6  268.7E6  930.851   827.876  
38) L8  AR‐1262‐3       8.232     6.985   228.2E6  124.0E6  917.754   487.310 #
39) L8  AR‐1262‐4       8.312     7.051  49234569  486.8E6  263.047   979.968 #
40) L8  AR‐1262‐5       8.947     7.589  79588204  130.8E6  623.338   573.075  
41) L9  AR‐1268‐1       8.232     6.985   228.2E6  124.0E6  679.121   203.208 #
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                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061204.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  15:32
  Operator  : YP\AJ
  Sample    : O2479‐22MSD
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:40:22 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
42) L9  AR‐1268‐2       8.312     7.051  49234569  486.8E6  162.205   882.310 #
43) L9  AR‐1268‐3       8.555     7.273  22195737  9844527   86.786    21.177 #
44) L9  AR‐1268‐4       8.947     7.589  79588204  130.8E6  701.911   661.292  
45) L9  AR‐1268‐5       9.340     7.883  43145828 55383587   55.353    36.547 #
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061204.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  15:32
  Operator  : YP\AJ
  Sample    : O2479‐22MSD
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1

  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:40:22 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation

  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm

1.00 2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00

0

   1e+07

   2e+07

   3e+07

   4e+07

   5e+07

   6e+07

Time

Response_ Signal: PR061204.D\ECD1A.ch
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