
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061195.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  13:05
  Operator  : YP\AJ
  Sample    : O2479‐06
  Misc      :  
  ALS Vial  : 17   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:37:16 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.686     2.898  55637796 80846701   15.270    16.863  
 2) SA  Decachlor...    9.658     8.121  79380913  127.6E6   29.340    28.769  
 
   Target Compounds
16) L4  AR‐1242‐1       4.920     4.005   315.8E6  543.6E6 3123.113  4026.820 #
17) L4  AR‐1242‐2       4.942     4.022   532.0E6  919.9E6 3833.678  4826.798 #
18) L4  AR‐1242‐3       5.007     4.199   105.7E6  396.9E6 1188.129  3970.903 #
19) L4  AR‐1242‐4       5.110     4.292   230.0E6  497.6E6 3186.416  5284.120 #
20) L4  AR‐1242‐5       5.906     4.833   361.0E6 1301.6E6 4701.227  10469.583 #
26) L6  AR‐1254‐1       5.836     4.833   485.9E6 1301.6E6 3831.091  4950.721 #
27) L6  AR‐1254‐2       6.075     4.992   688.0E6  767.4E6 3458.062  3379.264  
28) L6  AR‐1254‐3       6.471     5.411   681.5E6 1537.8E6 3190.467  4065.008 #
29) L6  AR‐1254‐4       6.785     5.657   474.7E6  801.9E6 2923.856  3318.942  
30) L6  AR‐1254‐5       7.243     6.099   770.7E6 1819.8E6 4468.880m 5277.897  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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