
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061215.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  19:44
  Operator  : YP\AJ
  Sample    : O2479‐03DL 2X
  Misc      :  
  ALS Vial  : 33   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:44:19 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.683     2.898  23765596 29009896    6.523m    6.051  
 2) SA  Decachlor...    9.661     8.123  24523832 34075069    9.064     7.683  
 
   Target Compounds
16) L4  AR‐1242‐1       4.919     4.005   846.1E6 1396.3E6 8366.852  10344.557  
17) L4  AR‐1242‐2       4.942     4.023  1384.2E6 2234.3E6 9973.603  11723.514  
18) L4  AR‐1242‐3       5.007     4.200   465.3E6 1087.4E6 5231.754  10879.215 #
19) L4  AR‐1242‐4       5.110     4.292   633.4E6  914.8E6 8774.352  9714.627  
20) L4  AR‐1242‐5       5.906     4.834   719.5E6 1928.9E6 9369.657  15515.931 #
26) L6  AR‐1254‐1       5.835     4.834   685.1E6 1928.9E6 5401.812  7336.972 #
27) L6  AR‐1254‐2       6.075     4.992  1022.0E6  921.4E6 5136.570  4057.363  
28) L6  AR‐1254‐3       6.471     5.410   804.8E6 1539.3E6 3768.004  4068.998  
29) L6  AR‐1254‐4       6.785     5.657   595.5E6 1045.4E6 3667.965  4326.497  
30) L6  AR‐1254‐5       7.244     6.099   550.1E6 1202.4E6 3189.728  3487.277  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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