
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR050323\
  Data File : PR061222.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 03 May 2023  21:56
  Operator  : YP\AJ
  Sample    : O2479‐06DL 5X
  Misc      :  
  ALS Vial  : 40   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 04 01:46:45 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050223CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 03 03:42:07 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.686     2.898  14431868 20212755    3.961m    4.216  
 2) SA  Decachlor...    9.659     8.121  16619780 25228426    6.143     5.688  
 
   Target Compounds
16) L4  AR‐1242‐1       4.920     4.005  85414577  129.2E6  844.666   957.506  
17) L4  AR‐1242‐2       4.942     4.022   140.7E6  208.5E6 1013.668  1094.109  
18) L4  AR‐1242‐3       5.007     4.200  33583194 93109715  377.625   931.530 #
19) L4  AR‐1242‐4       5.110     4.292  63685515  119.3E6  882.267  1266.410 #
20) L4  AR‐1242‐5       5.906     4.834  95530121  295.5E6 1244.039  2377.221 #
26) L6  AR‐1254‐1       5.835     4.834   120.0E6  295.5E6  945.934  1124.109  
27) L6  AR‐1254‐2       6.075     4.993   170.7E6  179.6E6  857.714   790.896  
28) L6  AR‐1254‐3       6.471     5.411   176.1E6  350.6E6  824.689   926.773  
29) L6  AR‐1254‐4       6.784     5.657   112.6E6  177.0E6  693.473   732.506  
30) L6  AR‐1254‐5       7.243     6.100   169.7E6  394.5E6  984.035  1144.112  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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