
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR051523\
  Data File : PR061446.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 May 2023  02:53
  Operator  : YP\AJ
  Sample    : AR1254CCC400
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 16 04:58:53 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050923CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 10 07:27:40 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.695     2.968  57389417 67882071   20.493    22.717  
 2) SA  Decachlor...    9.631     8.264  65432041  152.3E6   47.349    47.413  
 
   Target Compounds
26) L6  AR‐1254‐1       5.837     4.939  39999333 77568440  413.054   420.802  
27) L6  AR‐1254‐2       6.074     5.099  59318295 66770120  404.126   421.676  
28) L6  AR‐1254‐3       6.467     5.524  60485602  115.0E6  403.912   431.840  
29) L6  AR‐1254‐4       6.778     5.771  40940244 72793944  397.524   432.953  
30) L6  AR‐1254‐5       7.233     6.219  44040611  109.1E6  411.494   443.275  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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