
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR053023\
  Data File : PR061615.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 30 May 2023  17:02
  Operator  : YP\AJ
  Sample    : AR1242CCC400
  Misc      :  
  ALS Vial  : 4   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: May 30 21:19:30 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR050923CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed May 10 07:27:40 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.694     2.966  50981074 59855367   18.204    20.031  
 2) SA  Decachlor...    9.629     8.258  58759696  149.6E6   42.521    46.578  
 
   Target Compounds
16) L4  AR‐1242‐1       4.923     4.092  25788120 34853899  365.103   393.408m 
17) L4  AR‐1242‐2       4.946     4.111  37056321 47599659  351.419   378.484  
18) L4  AR‐1242‐3       5.011     4.292  24037170 26696241  364.362   388.899  
19) L4  AR‐1242‐4       5.113     4.384  19114513 26113951  360.996   401.764  
20) L4  AR‐1242‐5       5.904     4.934  18476812 33283261  358.091   394.199  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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