
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR060623\
  Data File : PR061675.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 07 Jun 2023  02:00
  Operator  : YP\AJ
  Sample    : AR1262ICC200
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 07 04:19:51 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR060623CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 07 04:05:06 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.693     2.963  25551783 32544564   10.673    10.745  
 2) SA  Decachlor...    9.631     8.254  30162487 81301497   22.186    21.947  
 
   Target Compounds
36) L8  AR‐1262‐1       7.319     6.254  24002454 53290594  225.526   221.566  
37) L8  AR‐1262‐2       7.898     6.795  37374743 98216594  219.818   214.498  
38) L8  AR‐1262‐3       8.209     7.102  25174559 40157321  220.039   221.527  
39) L8  AR‐1262‐4       8.295     7.170  12317826 74938385  216.199m  215.959  
40) L8  AR‐1262‐5       8.924     7.708  13095785 37621345  221.732   219.503  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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