
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR060923\
  Data File : PR061732.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 09 Jun 2023  18:50
  Operator  : YP\AJ
  Sample    : AR1248CCC500
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 09 22:00:15 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR060623CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 07 04:58:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.692     2.963  46003295 59094604   18.750    20.179  
 2) SA  Decachlor...    9.630     8.253  51794431  137.4E6   37.965    38.144  
 
   Target Compounds
21) L5  AR‐1248‐1       4.921     4.089  17771505 25274202  386.156   386.813  
22) L5  AR‐1248‐2       5.215     4.338  25650075 35490751  382.916   383.777  
23) L5  AR‐1248‐3       5.428     4.380  29463937 36628875  388.324   385.966  
24) L5  AR‐1248‐4       5.863     4.558  29329822 43874498  379.018   384.408  
25) L5  AR‐1248‐5       5.902     4.973  28586924 44410234  384.144   389.346  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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