
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR060923\
  Data File : PR061743.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 09 Jun 2023  21:31
  Operator  : YP\AJ
  Sample    : O3078‐11
  Misc      :  
  ALS Vial  : 45   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 10 06:30:32 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR060623CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 07 04:58:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.692     2.962  47953015 61505475   19.545    21.003  
 2) SA  Decachlor...    9.626     8.251  56403532  133.0E6   41.344    36.922  
 
   Target Compounds
31) L7  AR‐1260‐1       6.644     5.655  48650941 87359897  518.295   510.993  
32) L7  AR‐1260‐2       6.926     5.860  69153120  125.2E6  660.246   600.926  
33) L7  AR‐1260‐3       7.316     6.019  33307994 96671782  436.295   472.754m 
34) L7  AR‐1260‐4       7.559     6.528  44396702 76005664  519.948m  430.743  
35) L7  AR‐1260‐5       7.896     6.792  86752311  226.2E6  571.180   544.680  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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