
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR061223\
  Data File : PR061787.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 12 Jun 2023  17:32
  Operator  : YP\AJ
  Sample    : O3078‐12
  Misc      :  
  ALS Vial  : 46   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 12 22:25:46 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR060623CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 07 04:58:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.691     2.961  45490780 57626507   18.541    19.678  
 2) SA  Decachlor...    9.628     8.251  57404806  128.9E6   42.077    35.779  
 
   Target Compounds
31) L7  AR‐1260‐1       6.644     5.654  44440498 75264425  473.440   440.243  
32) L7  AR‐1260‐2       6.925     5.859  66722517  108.8E6  637.040   522.543  
33) L7  AR‐1260‐3       7.317     6.018  31389812 83142784  411.170   406.593m 
34) L7  AR‐1260‐4       7.558     6.528  41342887 65485263  484.183m  371.121  
35) L7  AR‐1260‐5       7.898     6.793  79298341  196.6E6  522.103   473.486  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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