
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR061623\
  Data File : PR061843.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 16 Jun 2023  14:33
  Operator  : YP\AJ
  Sample    : O3101‐04MS
  Misc      :  
  ALS Vial  : 12   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 16 21:56:50 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR060623CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Wed Jun 07 04:58:45 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.691     2.962  49130111 61567658   20.025    21.024  
 2) SA  Decachlor...    9.628     8.249  47949764  116.4E6   35.147    32.290  
 
   Target Compounds
 3) L1  AR‐1016‐1       4.921     4.087  35667162 47361410  491.463   472.217  
 4) L1  AR‐1016‐2       4.943     4.106  50056948 64851001  482.933   470.951  
 5) L1  AR‐1016‐3       5.007     4.286  34985318 36539433  531.709   471.695  
 6) L1  AR‐1016‐4       5.110     4.336  28115669 29246414  520.059   473.062  
 7) L1  AR‐1016‐5       5.427     4.556  24477769 38210884  453.301   469.798  
31) L7  AR‐1260‐1       6.643     5.653  42578521 77320154  453.603   452.268  
32) L7  AR‐1260‐2       6.924     5.858  50221603 93007932  479.496   446.508  
33) L7  AR‐1260‐3       7.316     6.018  29679207 88518083  388.763   432.880m 
34) L7  AR‐1260‐4       7.559     6.527  36390846 67723889  426.188   383.808  
35) L7  AR‐1260‐5       7.897     6.791  60310458  161.1E6  397.086   387.878  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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