
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR061923\
  Data File : PR061890.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 19 Jun 2023  18:42
  Operator  : YP\AJ
  Sample    : O3289‐22
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Jun 19 22:40:21 2023
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR061923.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Mon Jun 19 13:30:08 2023
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.692     2.962  53369715 67477188   24.271    24.564  
 2) SA  Decachlor...    9.624     8.245  36624906 89354008   25.312    25.196  
 
   Target Compounds
31) L7  AR‐1260‐1       6.642     5.653  52979263 96616113  532.776m  556.543  
32) L7  AR‐1260‐2       6.923     5.858  90597355  152.8E6  822.036   694.635  
33) L7  AR‐1260‐3       7.315     6.018  82432510  108.0E6 1190.837   516.458 #
34) L7  AR‐1260‐4       7.556     6.526  82583210  130.1E6 1008.370m  823.832  
35) L7  AR‐1260‐5       7.896     6.790   132.8E6  318.6E6  943.494   857.925  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.692 min
Delta R.T.:    0.000 min
  Response:  53369715
      Conc:  24.27 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    2.962 min
Delta R.T.:    0.000 min
  Response:  67477188
      Conc:  24.56 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    9.624 min
Delta R.T.:   ‐0.002 min
  Response:  36624906
      Conc:  25.31 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.245 min
Delta R.T.:   ‐0.004 min
  Response:  89354008
      Conc:  25.20 ng/ml  
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#31  AR‐1260‐1

      R.T.:    6.642 min
Delta R.T.:   ‐0.002 min
  Response:  52979263
      Conc: 532.78 ng/ml m
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#31  AR‐1260‐1

      R.T.:    5.653 min
Delta R.T.:    0.000 min
  Response:  96616113
      Conc: 556.54 ng/ml  
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#32  AR‐1260‐2

      R.T.:    6.923 min
Delta R.T.:   ‐0.002 min
  Response:  90597355
      Conc: 822.04 ng/ml  
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#32  AR‐1260‐2

      R.T.:    5.858 min
Delta R.T.:    0.000 min
  Response: 152814486
      Conc: 694.64 ng/ml  
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#33  AR‐1260‐3

      R.T.:    7.315 min
Delta R.T.:   ‐0.001 min
  Response:  82432510
      Conc: 1190.84 ng/ml  
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#33  AR‐1260‐3

      R.T.:    6.018 min
Delta R.T.:    0.000 min
  Response: 108048285
      Conc: 516.46 ng/ml  
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#34  AR‐1260‐4

      R.T.:    7.556 min
Delta R.T.:   ‐0.003 min
  Response:  82583210
      Conc: 1008.37 ng/ml m
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#34  AR‐1260‐4

      R.T.:    6.526 min
Delta R.T.:    0.000 min
  Response: 130147532
      Conc: 823.83 ng/ml  
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#35  AR‐1260‐5

      R.T.:    7.896 min
Delta R.T.:   ‐0.001 min
  Response: 132831110
      Conc: 943.49 ng/ml  
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#35  AR‐1260‐5

      R.T.:    6.790 min
Delta R.T.:    0.000 min
  Response: 318635642
      Conc: 857.92 ng/ml  
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